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SUMMARY

We have developed a prototype  x-ray
microcadorimeter spedrometer with high energy resolution for
use in x-ray microanalysis. The microcdorimeter spedrometer
system consists of a superconducting transition-edge sensor
(TES) x-ray microcdorimeter cooled to an operating

temperature nea 100mK by a c@mpad adiabatic
demagnetization refrigerator (ADR), a superconducting
guantum interference device (SQUID) current amplifier

followed by pulse-shaping amplifiers and pleup rejedion
circuitry, and a multichannel analyzer with computer interface
for the red-time aquisition of x-ray spedra. With the
spedrometer mounted on a scanning eledron microscope
(SEM), we have adtieved an instrument response eergy
resolution of better than 10€V full width at half maximum
(FWHM) over a broad energy range & red-time output count
rates up to 150s®. Careful analysis of digitized x-ray pulses
yields an instrument-response elergy resolution  of
7.2eV £0.4 eV FWHM at 5.89keV for Mn Kay » X-rays from
a radioadive >*Fe source, the best reported energy resolution
for any energy-dispersive detector.

INTRODUCTION

X-ray spedroscopy is one of the most sensitive,
nondestructive analyticd techniques for chemicd analysis,
providing both qualitative and oquantitative compaositional
information. The integration of high-energy-resolution x-ray
spedrometers with high-spatial-resolution eledron microscopes
has led to powerful and widely used microanalysis instruments.
A finely focused eledron beam is used to excite charaderistic
x-rays, making it possble to identify and quantify the demental
compasition of a sample on a micrometer or even a hanometer
length scde. This analyticd capability is esential to modern
technology-intensive industries, such as the semiconductor
industry. With feaures of interest for microanalysis continually
shrinking to sizes sgnificantly below one micrometer, new
generations of microanaysis instruments are required to med
the materials analysis challenges of the future.

Two types of x-ray spedrometers are aurrently used
for x-ray microanaysis, wavelength-dispersive (WD) and
energy-dispersive (ED) spedrometers. Wavelength dispersive
spedrometers (WDS) have been used since the introduction of
the first eledron microprobe in 1951 (Castaing, 1951). In a
WDS system, an x-ray wavelength is ®leaed for measurement
by medanicdly adjusting the incident ange of a arved
diffrading crystal to satisfy the Bragg reflecion condition. The
resulting monochromatic x-rays are then deteded with a fast,
gasfilled propational detedor. By using a variety of crystals
and synthetic multil ayers with different layer spadngs, it is
possble to acquire a @mplete x-ray spedrum by sequentially
scanning over the etire energy range of interest (from about
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100eV to 12keV). WD spedrometers have low quantum and
geometricd colledion efficiency but excdlent energy
resolution, typicdly 2 eV to 20eV full width at half maximum
(FWHM). Both the dficiency and the energy resolution are
strong functions of wavelength and the diffrading crystal. Due
to their mechanicd nature, criticd geometric requirements, and
serial operation, WD spedrometers can be dow, difficult to
operate, and susceptible to systematic errors.

A revolutionary advance in the field of x-ray
spedrometry occurred in 1968 with the introduction of the
semiconductor energy-dispersive (ED) spedrometer (Fitzgerald
etal., 1968. With these new EDS instruments, the rapid
simultaneous detedion of the entire x-ray energy range (100eV
to over 20 keV for present ED spedrometers) was possble for
the first time. ED spedrometers typicdly use lithium-drifted
slicon (Si(Li)) or high purity germanium (HPGe) solid-state
detedors cooled by liquid nitrogen. In these intrinsic
semiconductors, the @sorption of an x-ray leals to the aedion
of many eledron-hole pairs which separate under an applied
voltage bias and are mlleded on eledrodes as a dharge pulse.
The mean nunber of eledron-hole pairs and thus the total
charge mlleded on the dedrode is propartional to the energy
of the incident x-ray. A chargeto-voltage preamplifier
converts the dharge pulse to a voltage step of typicdly a few
milli volts, with a time duration on the order of 10 nsto 100ns.
In order to achieve good energy resolution, it is necessary to
average over the noise fluctuations on either side of the voltage
step. This is done using a pulse-shaping linea amplifier to
convert the voltage steps to shaped pulses, suitable for input to
a multichannel analyzer, with pe&ing times of up to tens of
microseconds and peak heights of 0 V to 10 V.

Semiconductor ED spedrometers have become the
spedrometers of choice for most microanalysis instruments
becaise they are eay to use, inexpensive to operate, stable over
long times, and offer both rapid quditative evaluation of
chemica compasition and acairrate quantitative analysis. Their
widespread use @mes in spite of their relatively poar energy
resolution (typicdly 130 eV FWHM at Mn Ka, as oppased to
~20 ¢V FWHM for WD spedrometers) and resulting poar
pe&k-to-badkground ratios, which lead to reduced limits of
detedion (typicdly a massfradion of 10°, as oppcsed to less
than 10* for WD spedrometers (Goldstein et al., 1992). The
poar energy resolution of semiconductor ED spedrometersis a
particular problem in severe pe&k overlap situations, such as the
W Ma and Si Ko peak overlap for tungsten sili cide (WSi,) and
the Ba La and Ti Ko overlap for barium titanate (BaTiOs),
both materials of technological importance.

There is an obvious need for new generations of x-ray
spedrometers for microanalysis that combine the excdlent
energy resolution of WD spedrometers with the parallel energy
detedion capability of semiconductor ED spedrometers.



Recently, high-energy-resolution x-ray microcdorimeter
spedrometers for improved EDS x-ray microanalysis have been
proposed (Lesyna et al., 1993 Nahum & Martinis; 1995 Silver
et al., 1996 and demonstrated (Irwin et al., 1996 Wollman et
al., 1996; Silveret al, 1997; Wollmaret al, 1997a).

In this paper we caraderize the x-ray
microcdorimeter spedrometer system developed at NIST for
use in x-ray microanalysis. In the first sedion, we describe the
basic operating principles and performance of x-ray
microcdorimeters. Here we focus on the optimal energy
resolution of our detedor, as determined from an analysis of a
digitally procesed **Fe x-ray spedrum. In the following
sedion, we describe the development of a pradicd
microcdorimeter spedrometer system incorporating analog
signal processng and red-time spedrum aaquisition on a SEM.
The performance of the microcdorimeter spedrometer is fully
charaderized using test spedmens of technologicd importance
Finadly, we nsider the relative alvantages of
microcdorimeter, WD, and semiconductor ED spedrometers
and examine several important microanalysis problems that can
be solved using the microcalorimeter spectrometer.

X-RAY MICROCALORIMETERS

An x-ray microcdorimeter consists of an x-ray
absorber in thermal contad with athermometer. The energy E
of an incident x-ray is converted to hea in the asorber, leading
to a temperature rise AT = E/C, where C is the cmbined

hea cgpadty of the absorber and thermometer. A measurement
of the temperature rise yields the deposited photon energy. The
temperature of the microcdorimeter then returns to the
equili brium temperature with a 1/e time wnstant 7, = C/ G,

where G isthe thermal conductance between the esorber and
the heat bath

The energy resolution of a microcaorimeter depends
on the thermodynamic fluctuations in its equili brium energy.
The thermodynamic fluctuations in the energy of a thermal
mass with hea cgpadty C have full width at half maximum

(FWHM) magnitude AEq eru = 2.35\/kBT2C , where Kg is
Boltzmann's constant and T is the temperature of the mass
(Reif, 1965. Low operating temperatures (T ~ 100 mK) and
hea cegpadties are necessary to adiieve small energy
fluctuations and thus good energy resolution. The eergy
resolution of a microcdorimeter may be epresed as
AE i = EDAEqgry - Where ¢ is a dimensionless quality

fador determined by a variety of parameters including the
sensitivity of the thermometekMpseleyetal., 1984)

The first x-ray microcdorimeters used thermometers
based on semiconductor thermistors. Unfortunately, power-
disspation effeds in thermistors make them relatively
insensitive so that they must be used with utralow hea
cgpadty semiconducting or superconducting absorbers. When
X-rays are ésorbed, the resulting temperature rise caises an
increase in the dedricd resistance of the thermistor. The
thermistor is current biased, and voltage pulses are read out
using a silicon junction field effea transistor (JFET) operated
a 77K. Semiconductor-thermistor microcdorimeters have

achieved energy resolutions of ~8 eV (McCammon et al., 1991
Silver et al., 1996 for 5.89 keV Mn Koy, X-rays from a
radioadive *Fe source These devices are operated at
T ~70mK with hea capadties C~ 0.1 pJK (McCammon et
al., 1997, implying an achieved energy resolution about 7
times worse than the thermodynamic energy fluctuations in the
sensor (€ ~7). Unfortunately, further improvement in the
energy resolution of these devices has proven to be difficult.
Trapped charges in semiconducting absorbers and long-lived
guasiparticle ecitations in superconducting absorbers can lead
to statisticd variations in the thermalization of the x-ray and
thus in the measured energy. Finally, limitations on the power
disgpation in semiconductor-thermistor thermometers make
them intrinsicdly slow; the lower limit on their time @nstant of
~1ms for operation a 100mK with optimal resolution
(McCammon et al., 1993 may limit their use in materials

analysis applications

The results presented in this work are based on a new
type of microcdorimeter (Irwin et al., 1996 using a
superconducting transition-edge sensor (TES) thermometer,
which is a superconducting film biased within its narrow
transition from the normal to the superconducting state. Our
TES microcdorimeters have a number of advantages over
sili con-thermistor devices. First, the greaer sensitivity of TES
thermometers compared to semiconductor thermistors makes it
posdsble to huild detedors with improved energy resolution
using rormal-metal absorbers with hea cgpadties up to two
orders of magnitude larger. Seoond, superconducting transition
edge sensors have low impedance, which makes them relatively
insensitive to microphonic pickup and all ows them to be eaily
read out using superconducting quantum interference device
(SQUID) current amplifiers. Third, TES microcdorimeters can
be made to self-regulate in temperature with strong regative
eledrothermal feedbadk, which leads to simpler operation,
faster acdhievable thermal-response times, and improved
dynamic range.

Because the transtion from the normal to the
superconducting state occurs over a very narrow temperature
range, a superconducting transition-edge sensor is a much more
sengitive thermometer than a semiconductor thermistor. This
sengitivity makes it possble to build detedors using large
normal-metal absorbers with hea cgpadties (C ~ 10 pJ/K) that
are greder than can be used with semiconductor thermistors.
Unli ke semiconductors and superconductors, normal metals are
free of metastable states and thus do not suffer from a
degradation of energy resolution due to statisticd variations in
long-lived athermal excitations (McCammonetal., 1993.
Furthermore, in semiconducting and superconducting
absorbers, most of the deposited energy goes into excitations in
the phonon spedrum, which relaxes to a thermal distribution in
a dow and complicaed manner. In a normal metal absorber,
amost al of the energy goes into excitations in the free
eledrons, which quickly and efficiently relax to a thermal
distribution, allowing better energy resolution and faster
detector responsdartinisetal., 1997.



The low impedance of TES thermometers (R ~ 0.1 Q)
provides sgnificant advantages over high impedance
semiconductor thermistors (R~10MQ). Due to their low
impedance, TES microcdorimeters experience negligible
microphonic pickup, which is a maor problem with
semiconductor thermistor microcadorimeters.  Furthermore,
TES microcdorimeters easly impedancematch to SQUID
current amplifiers. The use of SQUID amplifiers has many
advantages over silicon JFETs in low temperature gplicaions.
They are quieter (effedive noise temperatures ~0.1K as
opposed to 1K for S JFETS), disdpate far less power (less
than one microwatt as oppcsed to fradions of a milli watt), and
can be operated at lower temperatures and thus closer to the
detedor (4 K or below as compared to 77K). We use series-
array dc SQUIDs (Welty & Martinis, 1991 which have high
bandwidth (~10MHz) and relatively high wltage output
(~5 mV) so that they can be read out with a commercial room
temperature operational amplifier.

Another  major advantage is that TES
microcdorimeters can be made to self-regulate in temperature
with strong regative dedrothermal feedbad, which leals to
simpler operation, faster thermal-response times, and improved
dynamic range (Irwin, 1995. The film is biased with a voltage
V, and the aurrent flowing throughthe film is measured with the
SQUID amplifier. The hed bath is then cooled to well below
the transition temperature of the film. As the film codls, its

resistance R drops and the Joule heding (VZ/R) in the film

incresses. A stable euilibrium is established when the
resistanceis reduced to the point where the Joule heding equals
the hea flowing to the hea bath. The film thus sif-regulatesin
temperature within its transtion, an effed referred to as
negative electrothermal feedback.

When an x-ray deposits energy in the ésorber, the
temperature and resistance of the film increase, leading to a
deaease in the aurrent and thus the disspation of Joule power
in the film, while the hea flowing to the hea bath remains
approximately constant. Thus, the x-ray energy is primarily
removed by a reduction in Joule heaing, which can lead to a
thermal response time more than a hurdred times faster than the
natural relaxation timg, = C/G (Irwin, 1995).

A physicd layout and hias circuit of the TES
microcaorimeter used in this paper is presented in Fig. 1. The
detector has a Ag absorber of area250 um by 250 um and a
thicknessof 2 um. The dsorber isin the ceiter of al mmby 1
mm TES in order to minimize diffusion times. The TES itself
consists of ahilayer of Ag (105nm thick) and Al (45 nm thick).
Ag is a norma metal, and Al is a superconductor with a
transition temperature T, ~ 1.2 K. Because of the proximity
effed (de Gennes, 1964 the bilayer behaves as a singe
superconductor with a transition temperature T, ~120 mK,
causing the detector to self-bias in temperature at 120 mK, well
above the regulated temperature (typicdly 70 mK) of the hea
bath. The hea bath is cooed using a mmpad adiabatic
demagnetization refrigerator (ADR), which will be described in
alater sedion. The ésorber and thermometer are deposited on
a 0.5 pm thick silicon ntride (SisN,) membrane suspended
aaoss a hole dched in a slicon substrate.  The membrane
serves to reduce the therma coupling between the

microcalorimeter and the heat bath, and to help prevent high
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Fig. 1. (a) Crosssectional drawing of the microcadorimeter detector, not to
scde. The TESis a superconducting Al/Ag bilayer (105nm Ag bottom layer,
45nm Al top layer), fabricated on a fredy suspended 0.5 pm thick silicon
nitride membrane. The normal-metal x-ray absorber, a 2 um thick Ag film of
area 250pum by 250 um, is fabricated on top of the TES. Contads to the TES
are made using 100 mm thick Al films, which provide both goad electrica
contad and thermal isolation, since Al has a 1 K superconducting transition
that is well above the microcaorimeter operating temperature. Incident x-rays
are admitted to the normal-metal absorber through a 200 um diameter aperture
in a Pt disk. The microcdorimeter was fabricaed using thermal evaporation
through a series of shadow masks. (b) Top view of the TES microcaorimeter,
showing the simplified electrical circuit.

energy excitations (from the x-ray) from escaping from the
absorber before they are thermaized (Nahum & Martinis,
1995. Aluminum leals eledricdly conned the TES to
bonding pads. Wire bonds conned the microcdorimeter chip
to the dedricd bias circuit and SQUID. In addition to the bias
leads, an extraleal is attached to the TES to alow the injedion
of fast pulses of Joule hedaing which simulate an x-ray event.
These hea pulses are used to cdibrate the baseline energy
resolution without the thermalizaion and dffusion effeds
experienced by x-rays. Finally, a 200 um diameter aperture in



a Pt disk is used to collimate incoming xrays < that they are
only incident on the absorber.

Operation of this detedor is complicaed by the
presence of steps in the aurrent-voltage (IV) charaderistics of
the film due to the nucleation of phase-dip lines (Skocpad et al.,
1974). These fedures are diminated by the gplicaion of a
small magretic field (~0.2 mT) to the film, driving it into the
intermediate state (Tinkham, 1980. A superconducting-
aluminum ground plane was deposited on the badk side of the
silicon nitride membrane. When the detedor is cooled through
the superconducting transition of aluminum (about 1.2 K), a
magnetic field is trapped in the ground plane, and the gplied
field can be removed. We anticipate that further detecor
development will eliminate the feaures due to the nucleaion of
phase-slip lines and make this field unnecessary.

In later sedions we will describe the use of this
detedor in a cmplete spedrometer system for red-time x-ray
microanalysis in a scanning eledron microscope. In the
remainder of this edion, we will present results obtained with
x-rays from a radioadive **Fe source to charaderize the
baseline performance of the detector.

The detedor was voltage-biased, and pulses of
reduced current were observed ead time aMn Ka;, or KB x-
ray (from the **Fe source) was absorbed in the
microcdorimeter. By biasing the hea bath very nea the
transition temperature, the intrinsic 1/e fall time of the sensor in
the esence of eledrothermal feedbak, 7, =C/G, was

measured to be aout 2.5 ms. When the hea bath was cooled
to well below the transition temperature, strong regative
eledrothermal feedbadk led to pulses which were more than an
order of magnitude faster. Figure 2 shows a typicd detedor
output pulse from the SQUID amplifier in response to a 5.89
keV x-ray. As down in the inset to Fig. 2, the pulse falls
exponentialy (linealy when plotted on a logarithmic scde)
only for the last part of the pulse. The initial rounding of the
pulse is caused by an L/R time onstant, where L is the
combined stray inductance and inductance of the SQUID input
coil and R isthe bias resistance of the TES. On the exponential
portion of the pulse response, the 1/e fall time is about 215 ps.
Due to the L/R time mnstant, the dfedive pulse duration is
somewhat longer. The inductance of the SQUID input coil
could be reduced by an order of magnitude for this
microcdorimeter without a degradation of the eergy
resolution.

A spedrum of x-rays pulses produced by a radioadive
*Fe source was then colleded. The munt rate was only about
0.5 counts per second since only a very wes >°Fe source was
available, and it was placel several centimeters from the
detedor outside of the ayostat. A total of 2900 counts was
aqquired over about 1.5 hours. The observed pulses were
digitized and analyzed using a Wiener optimal filter. When the
measured pesk heights were plotted as a function of time, we
observed a small drift in the temperature of the hea bath
(regulated at ~70 mK), which led to a linea drift in the Mn
Ka, X-ray line position of about 3 eV. This linea drift was
removed by fitting a line to the pe& height vs. time data and
subtrading the slope. This drift should be negligible for shorter
data sets with faster count rates and should also be improved
with better temperature regulation. In addition to x-rays, this

data set included 5330eV pulses of Joule heaing which were
injected into theTES at regulatime intervals.

80| 100
S
% 10
; 60 - 2
T
E g’
£ a0t «
B 0.0 05 1.0 15
T Time (ms)
8
o
1 1

-05 0.0 05 1.0 15 20
Time (ms)

Fig. 2. TES microcdorimeter output pulse from the SQUID amplifier in
response to a 5.9 keV Mn Ko x-ray. The pulse was shaped by a 2-pole low-
pass (30 kHz) filter before digitization. As down in the inset, the pulse is
exponential (linear when plotted on a logarithmic scae) for times greater than
0.2 ms, with a corresponding fitted T&itime of 215pus.

At the 5.89 keV Mn Ko, x-ray line, there was an
ohserved dfferential nonlineaity of 13% in the Wiener filter
output. Because the Wiener filter assumes that all pulse shapes
are the same, nonlineaity results when energies are high
enough to cause variations of pulse shape. In the strong
negative dedrothermal feadbad limit, the pulse elergy is
removed by a reduction of Joule heaing. For a given bias
voltage V, a measurement of the integral of the reduced current
pulse with the SQUID is thus a dired measure of the pulse

energy, E =[AP,,.dt =V[Aldt. If the pulses are integrated

instead of optimally filtered, the measured response is very
nealy linea at 6 keV. However, the best results were adieved
by using the Wiener optima filter and then removing the
nonlinearity in the data analysis.

In order to remove the nonlineaity, the Wiener-
filtered detedor response was plotted against the known
energies of the hed pulse, Mn Ko », and Mn KB lines. A line
was fitted to these threepoints and used to convert the detector
response to a measured energy. Figure 3 is a histogram of the
resulting spedrum. In addition to the hea pulse, Ko, », and K3
lines, an artifadt pea is observed at an energy approximately
10% below eadh x-ray line. This artifad pedk results from x-
rays interading in the TES thermometer instead of the ésorber
and is due to improper collimation. Aswill be shown later with
spedra taken on the SEM, this pea&k can be diminated by
improving the collimation.

The measured energy resolution of the 5330eV hea
pulse line was 7.1eV £ 0.2eV FWHM. In order to measure
the instrument-response x-ray energy resolution at the Mn Ka »
lines, a convolution of the Gausdan detedor response and the
Lorentzian natural line widths was fitted to the data using a
weighted-least-squares method.  The only unconstrained

oue



parameters were an amplitude fador determined by the total
number of events colleded, the Gaussan instrument resolution,
and a small offset fador (in energy) to compensate for any
residua nonlineaity. In the fit, the variance of the bins with
zero data was set fo
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Fig. 3. Microcaorimeter spectrum of >Fe showing heat pulse (5330&V), Mn
Ko (589875 eV), Mn Ko (588765 eV) and Mn KB (649045 eV) x-ray
lines. The artifads observed at energies below the Mn Koz 2 and Mn K@ lines
result from poocollimation (see text) and are not intrinsic.

Following previous work (McCammon et al., 1991
Silver et al., 1996, we used Mn Ko, , energies and linewidths
based on a WDS measurement of the Mn Ko, line shapes
(Schnopper, 1967 in the fit, even though the natura line
shapes were not demnvolved from the WDS spedrometer
instrument response in Schnopper’s measurement. The fit to
our microcaorimeter spedrum yielded a Gaussan instrument-
response energy resolution of 6.4 eV + 0.4 eV FWHM at 5.89
keV. This energy resolution represents a substantial
improvement over the best previously reported measurements at
5.89 keV of 7.1eV £0.7eV FWHM (Silver et al., 1996 and
7.3€eV £0.4eV FWHM (McCammon et al., 1997). Thisresult
is surprising, however, becaise then the 6.4 eV energy
resolution is better than the 7.1 eV hea-pulse energy resolution.
Since the hea pulse line does not have awy extra broadening
from thermalization and diffusion effeds, it is expeded to have

the semiconductor-thermistor microcadorimeter results (Silver
et al., 1996 McCammon et al., 1991) using Lee & Salem's
Kay, natural linewidths will yield energy resolutions of
approximately8 eV.
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Fig. 4. Weighted least-squares fit of the >>Fe microca orimeter spectrum to the
convolution of the Gaussan instrument response and the Lorentzian natural
linewidths of Mn Ka (2.13 eV) and Mn Koz (2.60 eV). Theratio o the Ka
peak integral to the Koy peak integral is constrained to be .5097. Thefit yields
an instrument-response energy resolution of 7.2eV +04evV FWHM at
5.89keV, which is consistent with the heat pulse energy resolution of
7.1eV+0.2eVFWHM at 5.33 keV.

Our energy resolution was achieved with a very large
hea cgpadty (C = 2.5 pJK) and at a detedor bias temperature
of 120mK, implying thermodynamic energy fluctuations in the
microcalorimetef

DEemy = 235 kgT °C =10.46V FWHM .

Therefore, for the first time that has been reported, our 7.2 eV
detecor has an energy resolution that is better than the
thermodynamic energy fluctuations in the sensor (by a fador

¢ ~0.7). Further, our value of ¢ is about an order of
magnitude better than that which has been adiieved with
siliconthermistor microcalorimete & ~ 7).

There is dill room for improvement in the energy

an energyesolution equal to or better than the x-ray resolutiornesolution of TES microcaorimeters. The fundamental li mit on

In order to resolve this apparent discrepancy, we found
in the literature a more recent measurement of the Mn Koy,
natural linewidths (Lee & Salem (1974), in which the
measured natural li ne widths were deconvolved from the WDS
instrument response. In this work (Lee & Salem, 1974, the
Lorentzian natural line widths were determined to be
2.13eV FWHM for the Ko line and 260eV FWHM for the
Koy, line, both significantly narrower than Schnopper's results.
A fit to our data using these reported natural linewidths is
shown in Fig. 4 and yields a Gausdan instrument-response
energy resolution of 7.2eV +0.4eV FWHM. Becaise this
result is in agreement with our hea pulse energy resolution of
7.1eV +£0.2eV FWHM, and since Lee & Salem deconvolved
the natura line width from the detedor response, we believe
that this result is more reliable. We exped that a reanalysis of

the energy resolution of a TES microcdorimeter operated in the
limit of strong negative dedrothermal feedbadk isabout 1.3 eV
FWHM at 6 keV for a Au absorber of dimensions 500 um by
500 um by 5 um operated at 100 mK (Irwin, 1995. Better
energy resolutions can be adtieved for detedors with smaller
absorber hea cgpadties for which nonlineaity occurs at lower
energies. We have previously demonstrated hea-pulse energy
resolutions of 2.6 eV FWHM at 1 keV and 0.2 eV FWHM at 4
eV for detedors with smaller hea cgpadties (Irwin et al.,
1996).

The response time of our microcaorimeter is currently
limited by the aiticd current of our TES superconducting film.
Since the x-ray energy is removed by a reduction in Joule
power, and the maximum Joule power disdpation in the film is
determined by the aiticd current, higher criticd currents are



necessry for faster operation. Our criticd current is reduced
by more than an order of magnitude by an applied magnetic
field to remove the fedures in the detedor IV charageristics
due to nucleaion of phase-dip lines. We anticipate that further
detedor development will eliminate the phase-dip line
nucledion feaures without the gplicaion of a magnetic field,
leading to an improvement in response time of one or two
orders of magnitude.

MICROCALORIMETER SPECTROMETER SYSTEM

While energy resolutions obtained using digital signal
processng with optimal filtering (as described above) suggest
the potential usefulness of TES microcdorimeters, a pradicd
microcaorimeter spedrometer system must be developed and
fully charaderized for x-ray microanalysis under normal red-
time operating conditions. Although very important, energy
resolution is only one parameter of a wmplete spedrometer
system. Other significant parameters include the geometrica
and quantum colledion efficiencies, red-time output count
rates, energy lineaity, ease of use, dability, and
reproducibility. In this dion, we will describe the different
components and performance of a complete microcdorimeter
spedrometer system for red-time x-ray microanalysis on a
SEM.

Spedrometer refrigeration. Most microscopists are
familiar with transferring liquid nitrogen (LN,) into dewars
used to cod Si(Li) and HPGe EDS detedorsto ~100K. X-ray
microcadorimeters require substantially lower temperatures of
operation, about 100mK. To read these low temperatures, we
have designed and constructed a cmpad and patable
adiabatic demagnetizaion refrigerator (ADR) which can be
mounted on a ommercial SEM, as sown in Fig. 5. A cross
sectional drawing of the ADR is shown in Fig. 6.

In the ADR cryostat (purchased commercially and
modified), a series of thermally isolated stages are used to readh
the desired 100mK operating temperature. A LN, reservoir
provides codingfor a77 K Cu hea shield which surrounds the
interior of the ayostat and intercepts the hea load from room
temperature (300K). A liquid-helium (LHe) reservoir located
within the 77 K hea shield provides codling for a4 K stage, on
which is mounted the series-array SQUID current amplifier,
superconducting magnet, magnetic field shield (made of
vanadium permendur, an Fe-Co-V dloy), ADR asembly, 4 K
Cu hea shield, and ather eledronics. For thermal isolation, the
LN,, LHe, and ADR cold stages are surrounded by a common
vaaium space which is evaauated before coling and then
cryopumped to a very low presare by the LHe bath. This
vaaium spaceis gparated from the vaauum spaceof the SEM
by a commercially available thin-polymer x-ray window.

The ADR is based on a design proposed by Hagmann
& Richards (1994. It consists of two paramagnetic pills
thermally isolated by tensioned poyparaphenylene
terephthalamide (Kevlar) strings, a mechanicd hea switch, and
a superconducting magnet. The paramagnetic pills are
composed of a ferric anmonium alum (FAA) sdt and a
gadolinium-gallium garnet (GGG crystal. The pills are
magnetized in an applied magnetic field of 4 T from a
superconducting magnet while mnneded to the 4 K stage by a
medhanicd hea switch. After thermal equili bration is readed,

Fig. 5. Photograph of our portable ADR cryostat mounted on the left side of a
commercial SEM column. The microcdorimeter is locaed at the end of a
snout (not visible, seeFig. 6) that extends into the SEM. For comparison, a
commercial semiconductor EDS system is down installed on the right side of
the column.
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Fig. 6. Crosssectional drawing o the ADR cryostat, not to scde. The height
and dameter of the cylindricd cryostat are 69 cm and 35 cm, respectively.

the heat switch is opened and the magnetic field is reduced. The length of the snoutis 17 cm.



Under adiabatic demagnetization (at constant entropy), the
temperature of the pill s (thermally isolated from 4 K and ead
other) is reduced as the digned spins become randomized. Au
wires imbedded in the FAA pill are used for thermal contad to
a long Cu rod, which provides the thermal link between the
ADR and the x-ray microcdorimeter. We use atwo-pill design
(with the GGG pill at 1K to intercept the hea load from 4 K)
to achieve a base temperature of 50 mK from the starting
temperature of 4 K by reducing the gplied magnretic field to
zeo. If the magnetic field is not reduced to zero, it is posshle
to regulate the temperature & a higher value (typicdly 70 mK)
by eledronicdly controlling the aurrent in the superconducting
magnet to offset the temperature rise due to small (typicdly
0.2 uW) parasitic hea le&s. We have designed and huilt such
a temperature @ntroller for the temperature regulation in the
55mK to 4K temperature range. The temperature controller
has pe&-to-pesk temperature fluctuations of less than 20 uK
for regulated temperatures less than 42Q

The overall performance of the ADR is compatible
for use in microanalysis applicaions. The system can operate
at a regulated temperature of 70 mK for over 12 hours, after
which the ADR must be recharged. Redharging the ADR (by
ramping W the magnretic field with the hea switch closed,
waiting urtil the ADR is thermally equilibrated at 4 K, and
ramping down the magnetic field) takes lessthan 45 minutes, a
process that can be eaily scheduled and automated under
computer control. The LHe hold time of our ADR cryostat is 4
days (for a 10 liter LHe reservoir), with a LN, hold time of 2
days. With further cryogenic engineaing, it should be posshble
to increase the liquid helium hold time to approximately one
week. Because the technology for liquid helium cryogenics is
mature, commercial systems will certainly have longer hold
times or will even use dosed-cycle refrigeration. For dired
closed-cycle @odling of the ADR, low-vibration cryocoolers
will be necessry to avoid any degradation in eledron
microscope performance  As an dlternative to dired coaling,
closed-cycle refrigeration may be used to cod hea shields
surrounding the liquid helium reservoir in order to intercept the
incident hea and thus sgnificantly extend the liquid helium
hold time. This approach benefits from the potentia to
eliminate vibration by mechanicdly disconneding or shutting
off the cryocooler during SEM operation.

Our x-ray microcdorimeter islocaed at the end of the
70 mK Cu cold finger which extends into the SEM and is
surrounded by 77K and 4K cylindricd Cu hea shields. The
spedrometer enters the SEM perpendicular to the dedron
beam axis, and the sample holder is tilted by 45° toward the
spedrometer to alow x-rays to be almitted to the detedor, so
that the dedron-bean entry angle and the x-ray takeoff angle
areboth 45°. This geometry has been chosen for simplicity and
ease of spedrometer development, and can be modified in the
future to allow the nventional normal incidence age
between the dedron beam and the spedmen plane, and a 40° x-
ray takeoff angle.

X-rays passthrough a series of x-ray windows before
arriving at the detedor, as $own in Fig. 7. The outer window
isa commercially available vacuum-tight thin polymer window
suppated by a micromachined silicon grid. Two auminum-
coated parylene windows at 4 K and a third at the 70 mK

shroud are used to block 300K infrared (IR) radiation from
reading the detedor. A standard eledron trap (a locdized
magnetic field produced by two permanent magnets, mounted
at the end of the snout) is used to prevent high energy eledrons
from entering the x-ray microcdorimeter spedrometer. A
flexible stainless $ed bell ows provides the vacuum connedion
between the ADR and SEM. The massof the ADR (61kg) is
supparted by the main SEM column isolation springs. The
ADR sits on a platform that can be mechanicdly moved in and
out of the SEM to adjust the spedmen-detedor distance
typically 35 mm to 40 mm.
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Fig. 7. Crosssectional drawing of the x-ray windows showing the specimen-
detector geometry (approximately to scde). The dimensions of the Si
micromachined grid supporting the outer vacuum window have been
exaggerated. Freestanding thin Al-coated parylene films at the end of the 4 K
heat shield and at the 70 mK shroud are used to attenuate IR radiation. An
electron trap located at the end of the snout is not shown.

Pulse processng. X-ray spedra must be aguired and
displayed in red time for pradicd x-ray microanalysis. For our
prototype spedrometer system, thisis most easily acammpli shed
with standard analog filtering and peak height analysis using a
conventional EDS multichannel anayzer with red-time
computer interface This approach works well because the pegk
height of the microcdorimeter output pulse is approximately
linea in x-ray energy for lower energies, althoughit isthe pulse
integral (in the limit of strong eledrothermal feedbad) that is
linea over amuch larger energy range, as described previoudly.
However, there ae significant benefits to digital processng, as
demonstrated by the analysis of the **Fe spedrum in a previous
sedion. Future microcdorimeter spedrometers will use red-
time digital processing for improved performance.

In this wdion, we describe the aaog signa
processng and pileup rejedion circuitry used to acquire x-ray
spedra in red time with our microcdorimeter spedrometer.
The analog processng chain begins with a SQUID amplifier
output pulse (shown previously in Fig. 2), which corresponds to
the reduction in feedbadk Joule heaing which occurs after an x-
ray interads with the microcdorimeter. A standard linea
pulse-shaping spedroscopy amplifier then shapes the SQUID
output pulses for pes&k height analysis using a wmmercialy



avallable EDS multichannel analyzer. Because the output
pulses are much longer than typicd semiconductor EDS
detedor output pulses, we modified the spedroscopy amplifier
to acommodate long-time-duration pulses by increasing the
adjustable shaping time @nstants. These time @nstants were
increased by changing the filter cgpadtors of the spedroscopy
amplifier, along with disabling the poe-zero filter. Output
detedor pulses from the SQUID amplifier having time
constants on the order of t=250us are shaped using a
modified pulse-shaping time cnstant of 34pus or 51pus and
amplified by an overal gain of approximately 500 A DC
baseline-restore drcuit is used to ensure a stable baseline
reference voltage for peak-height analysis.

In paralel with the slow pulse-shaping spedroscopy
amplifier, a differentiating circuit and “fast channel” (shorter
time mnstant) spedroscopy amplifier are used for pulse pileup
detedion and vetoing of overlapping xray pulses. Even though
ED spedrometers (both  semiconductor and  x-ray
microcdorimeter) appea to aaqquire an entire x-ray energy
spedrum in paralel, individual x-ray photons absorbed by the
detedor are processed sequentially. Pulse pileup occursif there
isasemnd x-ray event at any time during the processng of the
precading xray pulse, as determined by an inspedion of the
fast channel. Becauseit rides on thetail of the first x-ray pulse,
the second x-ray pulse has an (incorred) increased pulse height
and must be rgeded for pe&k height analysis by the
multichannel analyzer. If the second x-ray pulse arives before
the first has been shaped and readed its pek value, both x-ray
pulses must be rejeded. If two x-ray photons arrive & the
detedor in a short time interval and cannot be vetoed by the
pulse rejedion circuitry, a shaped output pulse crresponding
to the sum of the two x-ray photon energies will be analyzed.
This leads to “sum pe&k” artifads in x-ray spedra aquired at
high count rates.

Proper setting of the discriminator threshold for the
detedion of fast channel pulses is crucia for corred pileup
rejedion (Goldstein et al., 1992. Because the fast channel
amplifier has a shorter time cnstant than the slow pulse-
shaping amplifier, its output pulses have ahigher noise level. A
threshold set too low all ows noise spikes to cause unrecessary
pulse rejedion, while athreshold set too high failsto deted low
energy x-ray pulses and leals to degraded energy resolution.
Becasse of the ecdlent energy resolution of our
microcaorimeter, the fast channel has sifficient resolution to
discriminate even the lowest energy photons from the noise,
resulting in very efficient vetoing. Typicd settings include a
fast channel amplifier time mnstant of 7 ps, overal gan of
200, and a lower level discriminator threshold of 0.08V to
0.13V, corresponding to an xray energy threshold of
approximately 5&V to 90eV.

The use of pulse rejedion circuitry resultsin dead time
during which pulses cannot be analyzed. The dead time T 4

corresponds to the total time duration of an average x-ray pulse
extended by an average settling time for the baseline restore

circuit. A rough egtimate for the dead time is
Taead = /Tpuse =2 Ms, Using a typicd effedive pulse falltime
of Ty =290 us. The dfedive falltime (approximately the

width of the pulse & 1/e of the pulse height) is greder than the

typicd l/e falltime of t =215us (as obtained from a fit to the
exponential portion of the pulse; see Fig. 2) due to the L/R
risetime of the SQUID output signal, as discussed previoudly.
Since x-rays arrive & the detedor at times governed by Poisson

statistics, the output court rate I, is a function of 7,

and the average true input count rate [, such that
M oupat = Finput “TimeuTed.  The maximum court rate that can be
, . 1 1 , .
achieved is [, = = With effedive
eread 2OTpuIse

microcaorimeter falltimes of T = 250 ps possble for this

pulse
detedor, a maximum court rate of ', = 200 s iscurrently

achievable.

With our microcdorimeter spedrometer mounted on a
SEM, input and output count rates for x-rays from a Ti foil
sample excited by different bean currents were experimentally
measured for the x-ray microcadorimeter operated at an

effedive falltime of 1 = 310 us. Here, the input count rate

pulse
is obtained from the fast channel event rate, which provides a
good measure of the true input court rate. A fit to these datais

shown in Fig. 8, yieding a fitted value of
Tgeaq = 2:25ms+0.02ms, which compares well to the
predicted value of y,q = 77, =2.2MS.
T T T T T
150 -
F"\c/_)/ 100 -
3 = Daa
e —— Fit to theory
50 routput = rinmt exp( b I_inpln Tdead) T
yielding 1., = 2.25ms+ 0.02 ms
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Fig. 8. Output count rate vs. input count rate for a microcdorimeter
spectrometer with a effective faltime Tpu|se = 310ps. Also shown is a

theoretical fit yielding a fitted dead time @fy,4 = 2.25ms+ 0.02ms.

A related parameter is live time, the time during which
x-ray pulses can be analyzed. Because an x-ray spedrum is a
histogram of analyzed pulse eergies, the live time of a
spedrum is used to compare the normalized x-ray counts of
samples and elemental standards for quantitative analysis. The
standard procedure is to spedfy a desired live time, typicdly
100s, and then extend the adual spedrum aqquisition time
(red time) to compensate for the detedor dead time. It is aso
standard to express the dead time as a percentage,

input rate — output rate
DT% = [100% =
input rate

real time - livetime

[100% .
real time



Using the analog pulse processng and pil eup rejedion
circuitry described above, shaped microcdorimeter output
pulses were aayzed using a mmercialy available
multichannel analyzer that could dredly aauire x-ray spedra
into Desktop Spedrum Anayze (DTSA), a NIST x-ray
spedrum analyzer program developed by Fiori et al. (1991).
Figure 9 shows a red-time spedrum of AlGaAs obtained with
our microcaorimeter spedrometer mourted on a cmmercial
SEM, aaqquired diredly into DTSA. The raw spedrum data
consist of x-ray counts vs. channel number for 4096 total
channels with a nominal binwidth of 1 eV per channel.
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Fig. 9. Microcdorimeter spectrum of AlGaAs. This gectrum was taken uncer
the following conditions: 5 keV beam voltage, 56 nA beam current, input
count rate of 145s*+ 10s?, output count rate of 1155+ 5™, dead time of
20% + 3%, live time 6000s, specimen-detector distance of 37 mm+2 mm,
and a total of 83836 counts.

In order to convert from channels to energy in this
spedrum, it is necessry to determine the lineaity of the
detedor response & a function of energy. In a semiconductor
EDS detedor, shaped output pulse heights are very nealy
linea as a function of energy over the aetire energy range. As
described previoudly, for a TES microcaorimeter operating in
the limit of strong eledrothermal feadbad, it is the pulse
integral that is very nealy linea with x-ray energy, even for x-
ray energies large enough (compared to the hea capadty of the
microcadorimeter) to saturate the TES thermometer. While it
may be possble to exploit this pulse integration in the future
using red-time digital pulse processng, for the analog pulse
processng described here, the microcdorimeter is operated at
x-ray energies at which there is only a small (~10%) differential
nonlineaity in the plot of output pesk height as a function of
input energy. To corred for this nonlineaity in acuired
microcdorimeter spedra, we experimentaly determine the
channel-to-energy conversion by fitting measured pedk
channels to known x-ray peak energies over the atire energy
range of interest, as gown in Fig. 10(a) for the AlGaAs data
set. The least-squares fit of a fifth-order paynomial to data
corresponds to a third-order gain corredion to the linea gain
and off set of the multichannel analyzer. The figure dso shows
a fit to the energy nonlineaity of a more complete, multiple
element data set with many charaderistic x-ray lines covering a
larger energy range. As sown in Fig. 10(b), the residuals of

both fits are on the order of 2 €V, consistent with the
uncertainty in the experimental determination of the pesk
channel paositions. In the future, it may be posdble to lineaize
the measured pes&k height nonlineaity (before pulses are
analyzed with a multichannel analyzer) with the use of a
computer-programmable nonlinea gain circuit, which we have
designed and are currently testing.
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Fig. 10. (&) Fifth-order polynomial least-squares fits to the peak channe
position vs. known x-ray line energy for the AlGaAs data set (open circles) and
amultiple dement data set (filled circles). The data points are larger than the
size of the eror bars associated with the fitted peak channel positions. Note
that the multiple dement data set covers a larger energy range (verticd axis)
than the AlGaAs data set. (b) Residuals of the fits to the AIGaAs and multiple
element data sets.

Using the fitted channel-to-energy conversion
described above, the resulting AlGaAs gpedrum of x-ray counts
vs. energy is siown in Fig. 11 for the energy range 900 eV to
1700eV. The energy binwidth per channel varies from 1.01 eV
to 102 eV over thisrange. For energy regions of the spedrum
in which the energy binwidth per channel varies sgnificantly,
one can normalize the x-ray counts per channel by dividing by
the respedive energy binwidth. Another option is to rebin the
experimental spedrum using binwidths of equal energy
(asuming that all x-ray counts are evenly spacal in a given
channel), which at the present time is required if the spedrum
modeling and analysis feaures of DTSA are to be used.
Rebinning should be avoided whenever possble, however, to
avoid the potential loss of datisticd information and the
introduction of peak shape distortions.
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Fig. 11. Microcdorimeter spectrum of AlGaAs from 900 eV to 1700 eV,
corrected for energy nonlinearity. The energy binwidth per channel varies
from 1.01 eV to 1.02 eV over this energy range.
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Fig. 12 Normalized microcaorimeter spectrum of AlGaAs, corrected for
energy nonlinearity. The x-ray counts per channel have been normalized by
the energy binwidth of each channel, which slowly increases from 0.9 eV at
200 eVto 1.1 eV at 2700 eV, then rises to 3 eV at 5 keV.

A normaized AlGaAs edrum is down in Fig. 12
using a logarithmic scde plot to emphasize the x-ray
bremsdrahlung background. In addition to the Al-K , Ga-L,
and AsL peds, x-ray pegks corresponding to Si, O, and C
contaminants are visible. The measured x-ray bremsdrahlung
badkground clealy shows the presence of strong absorption
edges corresponding to C (284eV), O (532¢eV), Al (1559¢eV)
and Ag (3351eV). These ésorption edges are diredly related
to the overall spedrometer efficiency, which is the product of
the x-ray window transmisson and the x-ray absorption
efficiency of theAg absorber of the microcalorimeter.

Sredrometer efficiency. The overall spedrometer
efficiency can be modeled as a function of energy using
tabulated mass absorption coefficients and known window
elemental compositions. The cdculated spedrometer
efficiency is useful for locd badkground subtradion and
guantitative comparisons between generated and experimentally
measured x-ray spedra. Low-Z (atomic number), low-density
x-ray windows are used to improve the transmisson of low
energy x-rays. A crosssediona diagram indicaing the

10

locdion of the different x-ray windows and the spedmen-
detector distance was previously shown in Fig. 7.

The outer window is a mmercialy available
vaauum-tight polymer window. The window consists of a 300
nm thick membrane composed of alternating layers of polymer
and aluminum, and is supparted by a micromadciined Si grid.
The polymer has an elemental composition of H, C, N, and O,
al low-Z elements. The cdculated x-ray transmisgon vs.
energy for this poymer window (without the Si supparting
grid) is plotted as a solid line in Fig. 13.
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Fig. 13. Cadlculated x-ray transmisson of the outer vacuum window (solid
line) and the three Al-coatezhrylene windows (dashed line).

The suppat structure onsists of long, paralléel
micromachined Si bars that are typicdly 50 um wide, 380 um
thick, and are separated by 200 um. X-ray transmisdon is
spatially modulated, as incident x-rays are stopped by the thick
S bars, but pass through the open aress. For a large aea
detedor, the x-ray transmisson efficiency of the Si suppart grid
is averaged over many periods of modulation, and is thus
determined by its open areg typicdly 75% to 80%. Due to the
thickness of the Si bars, the x-ray transmisdon is largely
independent of energy. For the microcdorimeter, however, the
area of the shadowed region of the Si grid is dgnificant
compared to the small area(250um by 250 um) of the normal-
metal (Ag or Au) absorber. As the dedron beam in the SEM
(and thus the position of the x-ray source) is <anned over large
aress, the region of the normal-metal absorber that is sadowed
by the Si grid varies in locaion and size Depending on the
relative orientation of the grid and the @sorber as well as the
sample-to-detedtor and sample-to-grid distances, the aeaof the
shadowed region can vary from 0% to over 50% of the total
absorber area The standard experimental procedure is to scan
the dedron beam to maximize the input count rate of the
spedrometer, resulting in a typicd Si grid x-ray transmisson
efficiency on the order of 90% for a spedmen-detecor distance
of 37 mm.

In addition to the outer vacuum window, additional
filters are required to gredly attenuate the room-temperature
infrared (IR) radiation incident on the ayogenic detedor. This
attenuation is necessary to minimize the overall hea load and
(more significantly) to avoid additional detecor noise caised



by infrared photon shot noise. To satisfy the latter requirement,
it is necessry to attenuate the IR radiation by roughy ten
orders of magnitude (McCammon et al., 1991). Taking
advantage of the large red part of the refradive index of
aluminum in the infrared, several thin Al-coated parylene
windows (two at 4 K, and one & 70 mK) are used to attenuate
the IR radiation by refledion. Each filter consists of
approximately 140 nm of Al evaporated on a freestanding
parylene film (100 nm thick) which is supparted by a mounting
ring. A close-packed set of windows is used to minimize the
distance between the spedmen and the detedor. In this
geometry it is difficult to reduce multiple IR refledions, making
it necessary to use thicker than optimum Al layers to achieve
the desired attenuation. The cdculated x-ray transmisson of
the three Al-coated parylene windows is $own in Fig. 13, as
indicaed by the dashed line. In order to improve the overall
low-energy x-ray window transmisson, work is in progressto
minimize the necessry Al thickness by using IR-absorbing
(“black”) coatings between filters.

The probability of x-ray absorption in the
microcaorimeter absorber also contributes to the overall
microcdorimeter spedrometer efficiency. The doice of
absorber material is determined by several fadors. As
described previoudy, the use of a very senstive TES
thermometers in our microcdorimeter allows us to use normal-
metal absorbers with higher hea capadty and better x-ray
thermalizaion properties than the semiconducting or
superconducting absorbers which must be used with
semiconductor-thermistor microcaorimeters. For the dfedive
cgoture of incident x-ray photons, high-Z absorbers are
desirable for their high densities and large overall mass
absorption coefficients.  Additionally, absorber materials
should be convenient for ease of device fabrication, and should
be stable over long periods of time. Two elements that satisfy
these requirements are Ag and Au, both of which are metals
with relatively low hea cgpadty at 100 mK. Although Au
absorbers are preferred for their higher-Z and density (and will
be used in future TES microcdorimeters), a Ag absorber was
used in the TES microcdorimeter reported here for reasons of
process simplicity and cost.
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Fig. 14. Calculated absorption efficiency of a 2 um thick Au absorber (solid
line) and a 2um thick Ag absorber (dashed line).
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The x-ray photoeledric absorption efficiency of this 2
um thick Ag absorber is cdculated using tabulated mass
absorption coefficients and is plotted as a function of energy in
Fig. 14. Ag absorption edges are found at 3351€V, 35236 eV,
and 38056 eV. For comparison, the dficiency of a2 um thick
Au absorber is aso plotted, showing a small absorption edge &
22056 €V. Further development of our microcdorimeter
should alow the use of a Au absorber up to 5 um thick, with an
efficiency greaer than 99% at 6 keV. It is also pcsshle to
further increase the dficiency at higher energies by capping the
Au absorber witlBi, a high-Z, low heat capacity semi-metal.

The overal spedrometer efficiency for the
microcaorimeter reported here is obtained by multiplying the
total x-ray window transmisson by the absorber efficiency and
is down in Fig. 15. The x-ray transmisson of the outer and
IR-blocking windows and the Si grid transmisson, and the Ag
absorber efficiency are dso shown for comparison. The overall
spedrometer efficiency can be improved by using a thicker
(5um) redangdar Au absorber and by reducing the Al
thicknessof ead IR-blocking filter to lessthan 70 nm, with the
resulting spectrometer efficiency shown in Fig. 16.
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Fig. 15. Overal microcdorimeter spectrometer efficiency (solid line) as a
function of energy. Also shown are the absorber efficiency of the 2 um thick Ag
absorber (dotted line) and the combined x-ray window transmisgon (dashed
line) of the outer and IR-blocking windows (460 rm Al, 300 rm parylene, and
300 nm vacuum-window polymeandSi grid transmissior90%).

T T T T T T T
10
0.8
5 0.6
k5
2
=
i0 04f
02F 00001200 a0 60 80 .
Energy (eV)
OO " " 1 1 1 1
0 2000 4000 6000 8000 10000
Energy (eV)
Fig. 16. Overal microcdorimeter spectrometer efficiency that may be

adhieved in the future, assuming a 5 um thick rectangular Au absorber and
65 nm thick Al for each IR-blocking filter.



An x-ray spedrum of a spedroscopicaly pure cabon
disk was aaqquired to chedk the cdculated spedrometer
efficiency. The spedrum was correded for energy nonlineaity
and rebinned using a uniform binwidth of 2 eV, and is down in
Fig. 17. Due to a misalignment of the spedrometer axis with
resped to pasition of the dedron bean on the cabon disk, x-
rays from the sample passd through the Si grid of the outer
vaauum window at a relatively large incidence ange
(approximately 4° from the ais perpendicular to the plane of
the S grid), such that the typicd S grid transmisson was
reduced from ~60% to ~20%. A cabon bremsdrahlung xray
spedrum was generated from the known experimental
parameters and assumed spedrometer efficiency using DTSA
and is also shown in Fig. 17. Although there is qualitative
agreament between the generated and experimental spedra, the
cdculated spedrometer efficiency overestimates the adual
spedrometer efficiency at low energies. This differenceis not
surprising, as it is difficult to acarately cdculate the x-ray
transmisson of the thin polymer vacuum window, particularly
at a nonzero incidence angle. In addition to the predicted C
pek and C, O, Al, and Ag edges observed in the
bremmstrahlung badkground of the microcdorimeter spedrum,
an O Ka pe& (at 522 eV) is aso observed. This pe& can be
explained by the presence of oxygen in hydrocarbon
contaminants on the surface of the cabon disk, particularly
since a ontamination spot at the fixed eledron bean position
was clearly visible after the spectrum was acquired.
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Fig. 17. Microcdorimeter x-ray spectrum (solid circles) of a spectroscopicaly
pure C disk, plotted on a logarithmic scde to emphasize the bremsgrahlung
badkground The microcaorimeter spectrum was obtained under the following
conditions: 10keV beam voltage, 254nA beam current, input count rate of
200st+ 10s?, output count rate of 150 st +5s?, dead time of 25% + 4%,
live time 3074s, sample-to-detector distance of 37 mm+ 2 mm, and a total of
608646 counts. The spectrum was corrected for energy nonlinearity and
rebinned with a uniform binwidth of 2 eV. The rebinning method used here
asaumes that all x-ray counts are evenly spaced in each channel. Also shown is
a C bremsdrahlung spectrum (solid line, plotted in white above 1550 eV)
generated from the known experimental parameters and assumed spectrometer
efficiency using DTSA. The generated and microcadorimeter spectra ae in
agreement above 5 keV (not shown) and smoothly fall to zero.
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Sredral artifacts. In addition to overall spedrometer
efficiency, other artifads of detedion can affed the measured
X-ray spedra. It is important to understand the source of
potential artifads, both corredable and intrinsic, and acount
for their presence in experimental spedra to avoid incorred
identificaion and quantification of x-ray pe&s. Overall, our
microcdorimeter spedrometer is free from gross artifads, as
demonstrated by the dean carbon bremsdrahlung spedrum
shown in Fig. 17.

As an example of a rredable spedrum artifad, a
small parasitic pe& on the low energy side of a parent x-ray
pe&k was observed in initiadl spedra obtained with an *°Fe
source, as described previoudy. With the microcdorimeter
spedrometer mounted on a SEM, this artifad varied in
magnitude (but not energy) with the bean position on the
spedmen, ranging from a well separated, sharp minor pe&k to a
negligible or nonexistent peak. This behavior is iown for two
Al spedra superimposed in Fig. 18 and suggests a alli mation
effed, since different regions of the microcdorimeter are
shadowed by the Si grid of the outer vacuum window as the
beam position is changed. In particular, x-rays that are diredly
absorbed in the TES produce adightly lower output pegk
height than x-rays of the same energy that interad with the
normal-metal absorber. This effed leals to the formation of
the observed lower energy parasitic pe&, which can be
eliminated by using a mrredly aligned mechanicd colli mator
that is centered over the ésorber and prevents x-rays from
interading diredly with the TES. Other corredable atifads,
such as a1m pe&ks, arise from inadequate pulse pil eup rejedion
and have been discussed previously.
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Fig. 18. Two microcaorimeter spectra of Al at different electron beam positions
on the specimen, separated by 2 mm. The spectrum with the low-energy
satellite was acquired uncer the following conditions: 5keV beam voltage,
63NnA beam current, input count rate of 18551+ 20s?, output count rate of
13551+ 10s?, dead time of 27% + 5%, live time 300s, sample-to-detector
distance of 37 mm+ 2 mm, and atotal of 53838 counts. The spectrum without
the low-energy satellite was acquired under the following conditions: 5 keV
beam voltage, 63.8 nA beam current, input count rate of 160s*+ 10s?, output
court rate of 120 s* + 5 s?, dead time of 25% + 5%, live time 1000 s,
specimen-detector distance of 37 mm + 2 mm, and a total of 154 522counts.
Both spectra were identicdly corrected for energy nonlinearity. The energy
binwidth per channel is 1.024 eV. The left and right verticd axes refer to the
spectra with and without thellimation artifact, respectively.



Intrinsic atifads are particularly important to
understand because they cannot be diminated. Both
microcdorimeter and semiconductor ED spedrometers are
susceptible to intrinsic atifads due to the nature of the
measurement process in which x-rays interad diredly with the
detedor to produce asignal propationa to energy. The initial
photoeledric asorption of an x-ray in the detedor results in
the gedion of a relevel eledron and the subsequent
emisgon of an Auger eledron or charaderistic x-ray photon as
the ionized atom relaxes to its ground state energy. The
original photoeledron and Auger eledron typicdly have short
ranges (several hurdred nanometers) before they are down-
converted in energy and reasorbed in the detedor. The
charaderistic photon, however, has a substantially longer range.
InaSi(Li) detedor, therange of Si Ko x-rays (in Si) is 36.5 um
for 95% attenuation, compared to ranges of 5.6 um in the
normal-metal absorber of the microcdorimeter for Ag Lo x-
rays (in Ag) and 15um for Au Ma x-rays (in Au). If the
charaderistic photon escgpes from the detedor, its energy is
lost and will not be included in the total energy measured,
resulting in an escgpe pedk in acuired x-ray spedra & an
energy lower than that of the parent. The difference in energy
between the parent and escgpe pedks is equal to the energy of
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Fig. 19. (a) Microcdorimeter spectrum of BaTiOs adauired undr the
following conditions: 10 keV beam voltage, 68 nA beam current, input count
rate of 135s'+5s?, output count rate of 100s'+5s?, dead time of
26% + 3%, live time 1500s, specimen-detector distance of 37 mm=+2 mm,
and a total of 198692 counts. The spectrum was corrected for energy
nonlinearity. The energy binwidth per channel increases from 2.0 eV at
600eV to 3.2 eV at 6000eV. (b) Same spectrum presented with expanded
horizontal and verticd scdes to look for the presence of Ag escgpe peaks at
1482eV and 1527eV, as indicated by the two arrows. The small observed
peak (in between the two arrows) may aso arise from Al fluorescence in the
IR-blocking filters.

the escaped photon.

Escgpe pe&ks are a familiar phenomenon in
semiconductor EDS systems, where the magnitude of the
escgpe ped can be & gred as 2% of the parent. Escgpe peeks
are dso expeded for the microcdorimeter reported here, since
the range of Ag La x-raysin Ag (5.6 um) is greaer than the
2 um absorber thickness A spedrum of BaTiOs, shown in Fig.
19, was examined for the presence of predicted escgpe peks at
energies of 1482eV and 1527eV, obtained by subtrading the
Ag La; energy (2984eV) from the Ba Lo (4466€V) and Ti
Koy (4511eV) energies. Unfortunately, these energies are
close to the energy of the Al Ka. line (1487¢eV) and the Al Ka.
edge (1560eV). A small Al Ka contribution is expeded to be
present due to fluorescence in the IR-blocking filters. One
small pe&k can be observed at an energy of 1492 eV and
contains roughy 130 counts above badkground, which
represents ~0.5% of the integrated counts of the Ba Lo, and Ti
Ka lines. The asenceof alarge escape pesk can be explained
by the low effedive fluorescence yield for Ag Lo x-rays,
reported to be 6% (Krause, 1979. The low fluorescenceyield
indicaes that most initial ionizaions result in Auger eledron
emission instead of characteristic x-ray photon generation.

A more subtle intrinsic atifad related to escgpe peeks
isthe gopeaance of a badkground shelf, in which the measured
continuum badground is gdightly incressed at al energies
below a parent x-ray pedk. This very broad artifad results from
additional sources of incomplete energy colledion, such as the
escgpe of continuum x-rays generated by inelastic scatering of
the initial energetic photoeledron. In semiconductor ED
spedrometers, the total integrated badkground shelf represents
approximately 1% of the wunts in the integrated parent pesk
(Goldstein et al., 1992, and is most easily observed in spedra
aayuired using a radioadive *°Fe source that emits only Mn-K
x-rays. Initial digitaly processed microcdorimeter spedra
aayuired using a weak *°Fe source (as described in a previous
sedion) did not have statisticdly significant x-ray counts to
confirm or quantify the presence of escgoe peaks and a
badkground shelf. In the future, a stronger *°Fe source will be
used to fully characterize microcalorimeter performance.

Energy resolution. We now consider the energy
resolution that can be adieved for red-time spedrum
aqquisition using our microcadorimeter spedrometer mounted
on a SEM. Degradation in energy resolution is caused by
independent components of the pulse processng chain, which
are added in quadrature to the baseline microcdorimeter energy
resolution of 7.2 eV + 0.4 eV for 5.89 keV Mn Koy, x-rays
from an *°Fe source The measured baseline detedor energy
resolution includes the intrinsic energy resolution of the
microcdorimeter operated with eledrothermal feedbadk and the
resolution broadening associated with noise introduced by the
SQUID electronics.

A significant degradation in energy resolution is
caused by the nonoptimal analog shaping of the output pulse.
The deterioration of the signal-to-noise ratio due to the four-
pole adive filter network of the pulse-shaping linear amplifier
is ~17%, resulting in a energy resolution at 6 keV that is
degraded from 7.2 eV FWHM to 84 ¢V FWHM. Becaise the
amplifier was modified to provide longer pulse-shaping time
congtants, resulting in a deaeased noise bandwidth, the



additional noise cntribution of the linear amplifier to the 8.4
eV energy resolution was reduced to lessthan 1 eV FWHM and
thus can be neglected.

Another potential source of energy resolution
degradation is the multichannel analyzer used to analyze the
shaped output pe&k heights.  The performance of the
multichannel analyzer was experimentally measured using
generated low-noise pulses, and it was found that the
multichannel  analyzer contributes an energy resolution
degradation of ~1.5 channels FWHM in the SEM noise
environment. This degradation is negligible if measured x-ray
pe&ks are spanned by a sufficiently large number of channels.
This requirement is difficult to satisfy, however, because of the
high energy resolution of the microcdorimeter and the limit of
4096 channels for most commercially available multichannel
analyzers for EDS spedrometry. The experimental spedra
reported here typicdly cover energy ranges up to 5 keV or 10
keV using a multichannel analyzer with 4096channels. Typicd
energy binwidths are on the order of 1 €V to 3 eV per channel
and increase with channel number due to the nonlineaity of the
microcdorimeter at high energies. These binwidths imply an
energy resolution broadening on the order of ~1.5 eV FWHM
for 5 keV spedra and ~3 eV FWHM for 10 keV spedra, with
the energy resolution degradation increasing at higher energies.
This degradation will be significantly reduced in the future with
the use of multichannel analyzers for EDS spedrometry with
over 16000 channels.

Temperature regulation is another source of degraded
energy resolution. Becaise the TES is a very senstive
thermometer (within its narrow superconducting transition), the
microcdorimeter operated without eledrothermal feedbadk
(ETF) would be very sensitive to fluctuations in the regulated
temperature of the ADR. When operated with ETF, the TES
self-regulates in temperature, and the microcdorimeter is much
less gnsitive to fluctuations in the temperature of the hea bath.
Asameasure of this ensitivity, alinea drift in the output pulse
heights of 3 eV was observed over 1.5 hours in the digitally
processed **Fe spedrum described in a previous edion. Inthis
case, the detedor self-regulated at 120 mK, and the output
pulse height drift corresponded to a dange of ~30 uK in the
regulated temperature of the hea bath (70 mK). This
temperature drift is consistent with the observed temperature
fluctuations of the RuO, thermometer used for temperature
regulation (~20uK short term peek-to-pes fluctuations,
~20pK to ~30uK longer term temperature excursions).
Therefore, we etimate that fluctuations in the temperature of
the reguated hea bath contribute a1 energy resolution
degradation of ~3 eV, which can be significantly reduced with
improved temperature regulation.

The different contributions to the energy resolution
degradation for analog processng and red-time spedrum
aqquisition are then added in quadrature to oktain an estimate
for the overall i nstrument-response energy resolution of ~10 eV
at 6 keV, asaiming an energy binwidth of 3 eV per channel.
This value is larger than the 7.2 eV + 0.4 eV FWHM obtained
for optimally filtered digitized pulses from an >*Fe source, but
can in principle be improved to ~8.6 €V for this detedor
through better temperature regulation and more channels in our
pe& height analyzer channels. The adual energy resolution of
the microcdorimeter spedrometer mounted on the SEM is
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typicdly larger than 10 eV at 6 keV due to nonoptimal detedor
biasing and additional noise sources sich as ground loops and
field noise.

Experimental determination d energy resolution. In
order to independently measure the energy resolution that can
be adieved for x-rays wusing our microcdorimeter
spedrometer, we simulate x-ray events using fast hea pulses
disspated in the normal-metal absorber, as described in a
previous sdion. Unlike dedronic pulsers used to measure
eledronic noise in semiconductor EDS systems, heda pulses
allow the combined response of the microcdorimeter and the
pulse-processng eledronicsto be dharaderized. A spedrum of
monoenergetic hea pulses can therefore be used to oktain the
energy resolution of our microcadorimeter spedrometer,
independent from acquired x-ray spectra.

An example of a monoenergetic hea pulse spedrum is
shown in Fig. 20. This gedrum was acquired at the same time
as the AlGaAs data set presented previousy and has been
correded for energy nonlineaity. The hea pulse pe&k is very
well fitted, even in itstail s, by a Gausdan curve with an energy
resolution of 8.7eV £ 0.1 eV FWHM at 12587 eV, indicating
that our microcdorimeter spedrometer has a Gaussan
instrument response. The other hea pulse resolutions from the
AlGaAs data set are 8.5 eV + 0.3 eV (FWHM) at 778 eV and
8.7 eV + 0.3 eV (FWHM) at 1840 eV. As will be shown
below, these hea pulse resolutions are nsistent with the
energy resolution obtained from an analysis of AlGaAs and Al
spectra from the AlGaAs data set.
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Fig. 20. Microcdorimeter spectrum of a monoenergetic heat pulse (open
squares, plotted on a logarithmic scade), acuired as part of the AIGaAs data
set and corrected for energy nonlinearity. Also shown is a Gaussan fit (solid
line) to the data with a fitted peak center of 12587 eV and a fitted energy
resolution of 8.73 eV + 0.03 eV (FWHM). Note that goad agreement between
the Gausdan fit and the data is observed, even at the tails. The indicaed
uncertainty (0.03eV) represents the satisticd uncertainty in the energy
resolution, which was fitted using the standard Levenberg-Marquardt
algorithm, with square roats of the data points used as weights. Including an
estimate of the uncertainty introduced by the energy nonlinearity correction
results in a heat-pulse instrument-response energy resolution  of
8.7eV +0.1eV (FWHM). A plot of the same data on a linear scde is shown
in the inset.

To investigate the energy resolution as a function of
energy, a series of hea pulse spedra over a large energy range
were aquired as part of the multiple dement data set



previously used to determine the energy nonlineaity of the
microcdorimeter. The energy-correded hed pulse spedra
were fitted using Gausdan curves to oltain the hea pulse
energy resolution (FWHM) at different energies, as diown in
Fig. 21. The energy resolution obtained with this multiple
element data set does not represent the best energy resolution
obtained with our microcdorimeter spedrometer mounted on
the SEM, but rather the typicd energy resolution that can be
adhieved for red-time spedrum aqquisition using analog pulse
processng and a multichannel analyzer. To cover the large
energy range with the available 4096 channels of the
multichannel analyzer required the use of energy binwidths on
the order of 2 eV per channel at low energies, increasing to
over 4 eV per channel at the highest energies due to the energy
nonlineaity of the microcdorimeter. As described previoudly,
these large energy binwidths (relative to the microcdorimeter
energy resolution) contribute to the predicted energy resolution
degradation for red-time analog processng and provide an
explanation for the steady rise in the energy resolution at the
higher energies. The observed hea pulse energy resolution of
141 eV £ 0.4 eV at 5.6 keV islarger than the predicted energy
resolution of ~10eV a 6keV due to nonoptima detedor
biasing and additional noise sources such as ground loops and
field noise.
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Fig. 21. Typicd microcdorimeter instrument-response energy resolution

(FWHM) as a function of energy (open sguares), as determined from heat pulse
spectra.  The statisticad uncertainty in the data from the Gaussan fitting
procedure is snaler than the size of the data points. The overall uncertainty in
the data (0.3 eV), including the uncertainty due to the energy nonlinearity
correction, isindicated by the size of the data points. Also shown (open circle)
isthe best instrument-response energy resolution of 7.2 eV + 0.4 ¢V FWHM at
5.89keV for this microcdorimeter, obtained from a caeful analysis of
optimally filtered digitized puses obtained using a radioadive *°Fe source (see
text).

X-ray spedra from several technologicdly important
materials were dso analyzed to determine the instrument-
response energy resolution. Compared to the dired
determination of energy resolution from hea pulse spedra, the
analysis of aqquired x-ray spedrais complicaed by the natural
linewidths of x-ray lines, which are well described by a
Lorentzian line shape. Lorentzian pe&s are dharaderized by
narrowv FWHM widths and long tails. Typicd natural
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linewidths range from lessthan 1 eV FWHM for low-Z Ka
lines to over 10 eV FWHM for high-Z K, L, and M lines.
Becaise these natura linewidths can be mmparable to the
energy resolution of our microcdorimeter, it is necessary to fit
measured x-ray peaks to a wnvolution of the Lorentzian natural
li ne shape with the Gaussan instrument response function. The
resulting peak shape function, known as a Voigt function,
cannot be expressed in analytica form and must be evaluated
either numerically or using a series approximation.

In order to oltain detail ed fits to experimental data, it
isalso necessary to include the dfed of x-ray satellitelines. X-
ray satellite lines result from transitions in atoms with muiltiply
(usually doubly) ionized inner shells, typicdly leading to a
series of lines on the high energy side of a parent x-ray line.
Doubly ionized atoms can result from an eledron beam diredly
knocking out two inner shell eledrons or knocking out just one,
with a subsequent emisson of an Auger eledron. The number,
position, linewidth, and relative weighting of satellite pedks
with resped to main peas can depend on several fadors
including Z, Auger transition probabiliti es, chemicd bonding
state, and beam voltage (Hirsh, 1942 Fisher & Baun, 1965
Agarwal, 1991).
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Fig. 22. Microcdorimeter spectrum of Al metal (filled squares), previously
shown in Fig. 18. Also shown is afit to the data of the Gausdan instrument-
response energy resolution convolved with the reported netural linewidths of
the x-ray lines, yielding an instrument-response energy resolution of
88eV+0.7 eV FWHM. The eergies, natura linewidths and relative
weightings of Al (metal) Koai2 and satellite lines used in this fit are discussed
in the text. In addition to the Al (metal) Koz peaks and Kasa satdlites
shown, lower-intensity Ko, Kais and Kas satellites were included in the fit but
are not plotted, for clarity. The fit deviates from the data & energies near
1470eV, which corresponds to the position of the collimation artifac
previously shown in Fig. 18 Including a Gaussan pesk at this energy
significantly improved the fit (not shown), yielding an instrument-response
energy resolution of 8.8V + 0.3 eV FWHM.

An Al spedrum with a prominent high energy
shoulder caused by unresolved satellite lines is $own in Fig.
22. This gpedrum was previously described and presented in
Fig. 18, and was obtained as part of the AlGaAs data set. A fit
to the data of the Gaussan instrument-response energy
resolution convolved with the reported natural linewidths of the
x-ray lines is also shown, in which the eergies, natura
linewidths and relative weightings of Al (metal) Koy, and



satellit e lines have been obtained from the literature, as will be
described below.  This nonlinea fit yields a Gausdan
instrument-response  energy resolution of 8.8 eV + 0.7 eV
FWHM, which is consistent with the previously determined
hea pulse resolutions for the AlGaAs data set of
8.7¢eV +£0.1eV FWHM at 12587 eV and 87 + 0.3 eV FWHM
a 1840 eV. The indicaed uncertainty in the Gausdan
instrument-response  energy resolution includes both the
dtatisticd uncertainty and an estimate of the uncertainty
inherent in the awumed natural linewidths and satellite
weightings. The Al Koy, lines at 14869 eV and 14865 eV
were fitted to true Voigt functions using semi-empiricd Al
Koy, Lorentzian netural linewidths of 0.43 eV FWHM (Krause
& Oliver, 1979. Reported Al satellit e natural linewidths were
not found, so Al metal satellite lines including Ka' (14923
eV), Koz (14964 eV), Koy, (14984 V), Kas (15067 €V), and
Kog (15102 eV) were fitted using Gaussan pe&ks, with
reported Al (metal) satellite peak intensity ratios (Nordfors,
1955; Fisher &aun, 1965) used as constraints.

An improved fit yielding an instrument-response
energy resolution of 8.7 eV + 0.3 eV FWHM was obtained by
including a Gausdan peg at 1470eV, corresponding to the
pasition of the lli mation artifad shown previoudly in Fig. 18.
The improved fit indicaes that the llimation artifad,
although significantly reduced by adjusting the dedron beam
position (to optimize the shadowing of the TES by the Si grid
supparting the outer vaauum window, as described previoudly),

was not entirely eliminated in this data set. In the future, better
collimation will ensure that this (already reduced) artifad is
completely eliminated.

For this fit, we found that it was necessry to use
satellit e parameters appropriate for Al metal instead of Al oxide
in order to oktain a detail ed fit to the data. Because the L shell
energy levels asociated with Al satellit e transitions are dfeded
by chemicd bonding, the relative satellite weighting and
satellite energies are different for Al metal and Al oxide
(Nordfors, 1955 Fisher & Baun, 1965. Chemicd bonding
effeds are even greder for light element x-ray lines gich as the
C Ka line, in which significant pesk shape changes and pek
shifts on the order of 4 eV are observed for different oxidation
states. Work isin progressto look for the dfeds of chemica
bonding in such materials as C, S, and Fe, which will become
exier to olserve @& the eergy resolution of the
microcalorimeter is improved.

An AlGaAs gedrum was also analyzed to oltain the
instrument-response  energy  resolution. This sedrum,
previously described and presented in Figs. 9, 11, and 12 was
aqquired as part of the AlGaAs data set and is $own in Fig.
23(a). For comparison, Figs. 23(a) and 23b) also show spedra
from identicd samples obtained using a wmmercia Si(Li) ED
spectrometer and a WD spectrometer.

Unlike the Si(Li) ED spedrometer, both our
microcaorimeter spedrometer and the WD spedrometer have
sufficient energy resolution to resolve most of the Al-K, Ga-L,
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Fig. 23. (8) Microcdorimeter spectrum of AlGaAs (solid line), previously presented in Figs. 9, 11, and 12 For comparison, an EDS spectrum is also
shown. (b) WDS spectrum of AlGaAs. The original WDS wavelength spectrum consisted of 1024 mints covering the energy range 1078¢eV to 1585
eV, and was aqyuired at a scan rate of 2 s per point using a thallium add phthalate (TAP) crystal under the following conditions: 5 keV beam voltage,
100nA beam current, total time 2048s, x-ray takeoff angle of 40° and atotal of 95376 counts. The wavelength spectrum was then converted to an EDS
energy scae and rebinned using an energy binwidth of 1 eV per channel. Close correspondence between the microcaorimeter and WDS spectra is

observed.



and As-L x-ray pe&s. In Fig. 24 is $rown afit to the AlIGaAs
microcdorimeter spedrum of the Gausdan instrument-response
energy resolution convolved with the reported natural
linewidths of the x-ray lines, in which the energies, natural
linewidths, and relative weightings of x-ray lines have been
obtained from the literature (Krause & Oliver, 1979 Fiori et
al., 1991 Perkins etal., 1991 Campbell & Papp, 1995.
Because matrix corredions were not caculated, as would be
required in a detailed fit to account for significant differential
absorption effeds, many of the relative weightings of the x-ray
li nes within famili es are not constrained in this fit. A particular
problem in the fit is constraining the relative weighting of the
unresolved As L/ peek (at 1120eV, with a natural linewidth of
~12eV), for which an approximate matrix corredion
cdculation was needed. The mntinuum badkground is fitted to
a quadratic polynomial, and only seleded satellite lines are
included in the fit. The global fit to the AlGaAs gedrum
yields an average Gausdan instrument-response elergy
resolution of 9.3 eV +0.5eV FWHM, which is dightly worse
than the independently measured instrument-response energy
resolution of 8.8eV +0.3eV FWHM at the higher energy of
1487eV, as previousy determined using hea pulses. The
reported AlGaAs energy resolution urcertainty is dominated by
the uncertainty in the assumed natural linewidths, badkground,
and the exclusion of satellite pe&ks. The diff erence between the
hed pulse and fitted energy resolutions may have resulted from
long term temperature drift in the temperature control circuit, as
this AlGaAs edrum was aaquired over 6000s, as oppcsed to
1000s for the Al spedrum also oltained as part of the AlIGaAs
data set.
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Fig. 24. Fit to the microcdorimeter AlGaAs gectrum shown in Fig. 23(a) of
the Gausdan instrument-response energy resolution convolved with reported
natural linewidths of the Al-K, Ga-L, AsL and selected satellite x-ray lines.
Details of the fit are discussed in the text, and ro matrix corrections were
cdculated. Good agreement is observed between the fit and the data, which
are plotted on alogarithmic scde. The global fit yields a Gausgan instrument-
response energy resolution of 9.3 €V +0.5eV FWHM, compared to a heat
pulse energy resolution of 88/ + 0.3eV FWHM at 1487 eV.

The dfed of natural linewidthsin acquired spedra can
be observed in the WSi, spedrum shown in bath Figs. 25 and
26, in which the widths of the W Mo , pesks at 17744 eV and
the W M peek at 18349 eV are greaer than the width of the
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Si Koy, pe&k at 1740€V. WS, is an important interconned
material in semiconductor processng, with a pe&k overlap that
cannot be resolved using semiconductor ED spedrometers. A
fit to the spedrum of the Gausdan instrument response
convolved with the Lorentzian natural linewidths is also shown
in Fig. 26, asauming Si Koy » natural linewidths of 0.49 eV (at
17400 eV and 17394 eV, respedively) and W Ma,;, and W
MB natura linewidths of 1.8 eV and 26 eV, respedively
(Gradfe et al., 1977 Krause & Oliver, 1979 Campbell &
Papp, 1999. Fully constrained Gausdan pe&ks at 17463 eV,
175Q7 eV, 17531 eV and 17653 eV (Si-K satellit e lines), and
17811 eV and 18416 eV (effedive W-M satellite lines) were

2000 T T T T T T T T T
WSi, on SO, 8K
1500 - —— Microcdorimeter 7
ffffff EDS spedrometer
1000 - A

Counts

T T
2000 2200
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Energy (eV)

Fig. 25. Microcdorimeter spectrum of WSi,, aqquired uncer the following
conditions: 10keV beam voltage, 25.6 nA beam current, input count rate of
180st+ 20s?, output count rate of 130s? +10s?, dead time of 28% + 5%,
live time 200s, specimen-detector distance of 37 mm+ 2 mm, and a total of
34511 counts. This gectrum was aayuired using athin (~100 mm) WSi, film
on SO, as part of the multiple dement data set, and hes been corrected for
energy nonlinearity. The energy binwidth per channel varies from 2.1 eV to
2.4 eV over the energy range 1300€V to 2300eV. Also shown for comparison
is an EDS spectrum of WSi
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Fig. 26. Fit to the microcdorimeter WSi, spectrum shown in Fig. 25 of the
Gausdan instrument-response energy resolution convolved with reported
natural linewidths of the Si Koui2, W Moz, W M, and selected satellite x-ray
lines. Details of the fit are discussd in the text, and m matrix corrections
were cdculated. The fit yidds a Gaussan instrument-response energy
resolution of 8.9eV + 0.6 eV FWHM, consistent with a heat pulse energy
resolution of 9.2V + 0.3eV FWHM at 1794eV.



also included in the fit. No matrix corredions were gtempted,
and a mnstant badkground was assumed. The fit yields a
Gausdan  instrument-response  energy  resolution  of
8.9eV + 0.6 eV FWHM, consistent with a hea pulse energy
resolution of 9.0 eV + 0.3 eV FWHM at 1794eV also oltained
in the multiple element data set.

Like WSi,, BaTiO; is a tedhnologicdly important
material with peak overlaps that cannot be resolved using a
semiconductor ED spedrometer. A spedrum of a BaTiOs
crystal, previoudy shown in Fig. 19, is expanded in Fig. 27 to
show the dmost completely resolved Ba La and Ti Ko peaks.
Theindividua Ba Lo, (4465eV) and La, (4450€eV) pe&ks and
the Ti Kay (4510 eV) and Ko, (4504 eV) pe&ks are not
resolved, although the Ba Lo, pe& is ®en as a low energy
shoulder to the Loy pe&k. Figure 28 shows a fit to the
microcaorimeter spedrum of the Gaussan instrument response

ZO(D T T T T T T T
. BaTio, TiKay,
BalLa,
1500 —— Microcaorimeter .
ffffff EDS spectrometer
%)
€ 1000 4
S
Q
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0E 1 1 i et
4500 5000 5500
Energy (eV)

Fig. 27. Microcdorimeter spectrum of BaTiOs, previously presented in Fig.
19. Also shown for comparison is an EDS spectrum of BaTiO
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Fig. 28. Fit to the microcdorimeter spectrum of BaTiOz of the Gausdan
instrument-response energy resolution convolved with reported natural
linewidths of the Ba Lou 2, Ti Ka2, and selected satellite x-ray lines. Details
of the fit are discussed in the text, and o matrix corrections were caculated.
Thefit yields an energy resolution of 11.3 eV + 0.4 eV FWHM, consistent with
a heat pulse energy resolution of 1&\7+ 0.3eV FWHM at 4567eV.

18

convolved with the natural linewidths of the Ba Lo, and Ti
Koy, x-ray lines. In this fit, we asame Ba Loy, natura
linewidths of 3.5 eV (Campbell & Papp, 1995, a Ti Koy
linewidth of 1.16 eV, and a Ti Ko, linewidth of 1.18 eV
(Krause & Oliver, 1979. The fit also includes fully
constrained Gaussan peaks corresponding to BalLas (44708
eV), Ba Las (44862 eV), and Ba Lag (44910 eV) satellites.
No matrix corredions are d@tempted, and a cnstant badkground
is asumed. The fit to the data yields an energy resolution of
113 eV + 0.4 eV FWHM, consistent with a hea pulse energy
resolution of 11.7eV+03eV FWHM a 4567e¢V aso
obtained in this multiple element data set.

In the previous examples, we have made detailed fits
to experimental spedra in order to determine the Gausdan
instrument-response energy resolution as a function of energy,
which is consistent with the energy resolution independently
measured using hea pulses. The demonstrated agreement
between x-ray and hea pulse energy resolutions is extremely
important, as the independent determination of the Gausdan
instrument response dlows more information to be extraded
from aaqquired x-ray spedra. In addition, the demonstrated
ability to achieve detail ed fits to TES microcdorimeter spedra
may depend on the use of norma-metal absorbers with
excdlent x-ray thermalization properties and should not be
assumed for other microcalorimeters.

DISCUSSION: SPECTROMETER COMPARISON

To understand the potentid impad of our
microcdorimeter spedrometer for x-ray microanalysis, it is
useful to consider the relative alvantages and dsadvantages of
WD, ED, and microcdorimeter spedrometers for quantitative
and qualitative x-ray microanalysis. After a brief discusgon of
operating principles and experimental considerations, we will
compare the spedrometers with resped to energy resolution,
maximum cournt rate, and x-ray colledion efficiency. Although
these @mparisons are relevant to aher x-ray analyticd
techniques such as x-ray fluorescence (XRF), we will restrict
this discussion to electron-beam excitation techniques.

As described in the introduction, WD spedrometers
are based on Bragg diffradion from carefully prepared and
oriented crystals. To cover the desired x-ray energy range (100
eV to 12 keV), a WD spedrometer must satisfy the Bragg
condition over a wide range of anges while maintaining the
same x-ray emisdon (take-off) ange over the entire diffracion
ange range. This geometricd constraint is ©lved using the
fully focusing Johannson geometry, in which a predsion
medhanicd system noves the diffradion crysta and the gas-
flow propartional counter detedor along a focusing circle of
radius R, whose drcumferenceis rocked about a point centered
on the beam impad position on the spedmen (Goldstein et al.,
1992. The aydta is bent to a radius of curvature of 2R, and
the surfaceof the aystal can be ground to aradius of curvature
of R in order to maximize the solid ange of colledion
(variable, ~0.01 sr) of the WD spedrometer. Even with this
criticd geometric solution, the energy range cvered by the
seleded d-spadng of a single aystal is limited. Acquiring a
complete x-ray spedrum requires the use of multiple aystals,
which are often mounted on a turret to bring a seleded crystal
onto the diffradion circle. For example, the energy range from



100 eV to 12 keV can be overed using a four-crystal turret
with a layered synthetic material (LSM, 0.1 keV to 0.55 keV),
thallium add phthalate (TAP, 05 keV to 24 keV),
pentaeythritol (PET, 1.5 keV to 55 keV), and lithium fluoride
(LiF, 3.3 keV to 12 keV) crystals.

The narrow “rocking curve” charaderistic of x-ray
diffradion is responsible for both the excdlent energy
resolution (~20 eV at 6 keV; see Fig. 29) and many of the
operational difficulties associated with WD spedrometers. One
conseguence of the narrow rocking curve is that predse
medanicd motions for pe& finding and resetting are required
for reproducibility, particularly when a sequence of elemental
pe&ks is measured under automated control. The narrow
rocking curve dso results in a limited focusing wolume for the
WD spedrometer. The focusing wolume is an elli psoid with the
longest axis (of milli meter length) parallel to the width of the
diffradion crystal, but with very short axes (of micrometer
length) perpendicular to the diffrading planes and
perpendicular to the aystal axis of bending. The volume of the
spedmen that is excited by the dedron beam (with typicd
linea dimensions ranging from 0.5um to 5 um) must be
reproducibly positioned within this focus elli psoid with the ad
of an opticd microscope having a fixed pasition and a narrow
depth of focus (£ 2 um or les§ which is centered on the
coincident focus pasition of the WDS and the dedron beam
column axis.

The WD spedrometer provides the analyst with
pradicd analyticd x-ray spedrometry with sufficient resolution
to separate most spedral interferences. Due to the inherently
short deal time of the gas-filled propational counter (~2 ps),
the WD spedrometer has a maximum court rate of 50 000s™
or higher for the dhannel seleded by Bragg diffradion. To
adhieve these large @unt rates, high beam currents (typicdly
1nA to 1 pA) must be used to compensate for the low quantum
and geometricd colledion efficiency of WD spedrometers.
With such high bean currents, a WDS system can provide
pradicd anaysis in reasonable time periods, espedally when
multiple WD spedrometers are incorporated for simultaneous
peak measurement under computer automation.

The principa limitation of WD spedrometers for
pradicd anaysis is in quditative aayss, that is, the
identification of the nstituents present in the analyticad
volume from their charaderistic x-ray pe&ks. In WDS
guaitative analysis, a @mplete spedrum is aouired by
medhanicdly scanning through the ettire range of ead
diffrading crystal. This processis dow, requiring p to 10
minutes or more per crystal depending on the level of minor
and trace dement detedion desired. This time penalty
generally predudes performing qualitative analysis at eadh
spedmen locaion when many separate points are to be
measured. Red spedmens are often heterogeneous on the
microstructural scde, so not performing qualitative analysis at
ead locdion credes a significant posshility that important
analytical information will be lost.
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Fig. 29. Energy resolution vs. energy for semiconductor ED, WD, and microc

dorimeter spectrometers, after Reed (1999 and Heinrich (1981). The

uncertainty in the measured energy resolutions for the microcaorimeter (using analog and dgital processng) is given by the size of the data points.
The Si(Li) EDS energy resolution is 140 eV at 5.9 keV, and the WDS crystals are lithium fluoride (LiF), pentaerythritol (PET), thallium add

phthalate (TAP), leadtearateRbSt), and layered synthetic materialSis).
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The introduction of semiconductor ED spedrometers
sparked a rapid revolution in analyticd x-ray spedrometry.
The semiconductor ED spedrometer provides a simple line-of-
sight installation and a reasonably large solid angle (up to
0.25sr) with minimal physicd size (snout diameter 2 cm).
There is no need for mechanicd motion during spedral
measurement. The energy resolution (~130 eV at 6 keV; see
Fig. 29) is much poaer than that obtained with WD
spedrometers, and the aurt rate is limited to ~3000s™ in the
highest resolution mode (using the longest pulse-shaping time
congtants). The dea time is paralyzéable, and the EDS detedor
must view the full spedrum without any of the filtering that
occurs with diffradion in the WD spedrometer. However, this
continual view of the entire excited x-ray spedrum (100eV to
25 keV for Si(Li) detedors; 100 eV to 100 keV for HPGe
detedors) is the single gredest contribution of the ED
spedrometer to pradicd analysis. Because the complete x-ray
spedrum is always obtained from every position measured on
the spedmen, qualitative analysis can (and should!) be
performed on ead spedrum so that the heterogeneous
character of the specimen immediately becomes obvious.

As aresult of the utility of EDS spedral coverage, as
well as the long term stability and ease of operation in
computer-asssted systems, the semiconductor ED spedrometer
has developed enormous popularity and has almost completely
displacad the WD spedrometer for SEM-based x-ray
microanalysis. The main drawbadks to semiconductor EDS are
the significant posghility that minor or trace ongtituents are
not remgnized due to pe&k interferences from mgjor
congtituents and escgpe pedks, and the more modest limits of
detedion compared to WD spedrometers, due to poaer pek-
to-badckground ratios. In fad, WD and semiconductor ED
spedrometers are highly complementary in combined use, with
the strengths of one mmpensating for the wegknesss of the
other, athoughthe complicaions and expense of incorporating
the WD spedrometer are such that only a small fradion of
SEMSs are so equipped.

We now turn to the potential role of the
microcdorimeter spedrometer in x-ray microanalysis, which
will be determined by its relative performance and ease of use
with resped to the dready established EDS and WDS
techniques. After comparing the energy resolution, solid areg
and court rate of the different spedrometers, we will examine
the relative utility of the microcdorimeter for certain criticd
applicaions using figures of merit based on combinations of
these parameters.

The strong interest in developing microcaorimeters
for x-ray microanalysis is due to their excdlent energy
resolution and EDS mode of operation. As down in Fig. 29,
the energy resolution of our microcdorimeter spedrometer
corresponds to an order-of-magnitude improvement over
semiconductor ED spedrometers and rivals that of WD
spedrometers. The energy resolution of the microcdorimeter
is not a strong function of energy compared to the strongly
varying WDS energy resolution. With theoreticd energy
resolution limits nea 1 eV, the microcdorimeter has the
potential to well surpass WD spedrometers in energy
resolution.

The true Gaussan instrument response function of our
normal-metal-absorber TES microcdorimeter alows smpler
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spedrum modeling and analysis than that for WDS spedra,
which are difficult to fit becaise the WDS instrument response
function changes dramaticdly (and unpredictably) with energy
and dffradion crystal (ranging from nea Gaussan for layered
synthetic materials (LSMs) to strongly Lorentzian for lithium
fluoride (LiF), as discussed in Goldstein et al., 1992. In WDS
analysis, better energy resolution is metimes viewed as a
liahility because of the resulting difficulty in reproducibly
determining pe& positions and the increassed sensitivity to
poarizaion effeds and pee shifts and dstortions due to
chemicd bonding effeds. For example, layered synthetic
multil ayers (LSMs) with improved x-ray refledion efficiencies
are preferred over lead steaate (PbSt) crystals for low x-ray
energy analysis (Bastin & Heijligers, 1991), even though PbSt
has much better energy resolution, as $own in Fig. 29. The
microcaorimeter, on the other hand, is not senstive to the
polarizetion of incident x-rays. Because the microcaorimeter
naturally alows gedra anaysis by pea integration (as
oppcsed to the pee&k height analysis at a single wavelength
commonly used for WDS), improved energy resolution is
always desirable, particularly for the analysis of materials in
which chemical bonding effects are important.

In a comparison of court rates, the WD spedrometer
is clealy superior, with court rates of greaer than 50000s™
posdsble without degradation in energy resolution. Although
semiconductor ED spedrometers cen operate & count rates
greaer than 10000s”, high resolution semiconductor EDS is
limited to count rates of ~3000s™. Whil e the output court rate
of the microcdorimeter (currently about 150s™) is much lower
than WDS and EDS court rates, the microcdorimeter devices
tested so far have not yet been optimized for speed. We ae
confident that the microcdorimeter output court rate can be
increased to at least 500s* to 1000s* without degradation of
energy resolution. Additionally, an array of microcaorimeters

could be used to significantly increase the effective count rate.

Next, we cmpare the different spedrometers with
resped to geometricd colledion efficiency, which is expressed
as a solid angle of colledion. Semiconductor EDS detedors
are available with aress as large & 60 mn¥ and can be placel
as close & 15 mmto the spedmen, resulting in a solid angle of
0.270 sr (270msr). High-resolution EDS detedors with aress
of 10mn? and spedmen-detedtor distances of 20mm have
much smaller solid angles, approximately 25msr. The solid
ange of WD spedrometers varies from 8 msr to 25msr as a
function of energy for ead diffradion crystal (Reed, 1995.
The relatively large solid ange of WD spedrometers is
somewhat misleading, however, becaise only x-rays of a
narrow energy band are acceted for measurement, effedively
reducing the mlledion efficiency by up to several orders of
magnitude. In comparison, microcdorimeters have typicad
absorber areas of 0.06 mn?, which corresponds to a solid angle
of 0.05msr at a sample-detector distance of 35 mm.

Although the solid angle of the microcdorimeter is
small, the geometricd colledion efficiency can be increased in
several ways. Becaise the use of eledrothermal feedbadk in
our microcdorimeters provides a larger hea cgpadty budget
than that of other microcdorimeters, in principle it is possble
(althoughtecdhnicdly challenging) to increase the normal-metal
absorber areato greaer than 1 mn? without loss of energy



resolution. Another method to increase the dfedive aea(and
effective count rate) is to use an array of microcalorimeters.

The geometricd colledion efficiency of the
microcdorimeter spedrometer can also be increased with the
use of an x-ray lens. One such x-ray lens is a polycapill ary x-
ray optic (Kumakhov & Komarov, 1990 consisting of tens of
thousands of fused glasscapill aries, which efficiently defled x-
rays of a wide energy range over large aagles by means of
multiple grazng-incidence refledions. The optic is daped in
such a way that al cepillaries are direded toward common
focd paints a both input and output ends. Eledron-beam-
excited x-rays from a small spedmen volume ae olleded over
alarge solid angle and focused onto the small-area dsorber of
the microcalorimeter.

In a preliminary experiment (Wollman, 1997h, a
polycepillary x-ray optic was placel between our
microcdorimeter spedrometer and a Ti foil spedmen in a
SEM, as sown in Fig. 30. We used trandation stages to align

Eledron bean
(spot mode)

Z axis Y axis

Microcdorimeter

7, Ti foil sample

_==?{:::::Z

Polycepillary
X-ray optic

Vaauum window

32.5mm 23.2mm 10.3mm

Fig. 30. Diagram (approximately to scde) of microcaorimeter, polycapillary
x-ray optic, and Ti foil sample inside the SEM chamber. The polycapillary
optic had an input capture angle of 13.4°, input focd spot width of ~100 pm
(FWHM), output convergent angle of 5.7°, and an output focd spot width of
~380 um (FWHM). Trandation stages and microcadorimeter heat shields are
not shown for clarity.

the optic to maximize the x-ray transmisson. With the SEM in
spot mode, x-ray spedra were aquired at different positions
aaoss the input focd spat of the optic. The high- and low-
energy gain of the optic was determined at ead position from
theratio of pe&k areas for the Ti K- and L-family charaderistic
x-ray pegs (with the bremsdrahlung badground subtraced)
aqquired with and without the optic, a a fixed sample-to-
detedor distance of 66 mm. Figure 31 shows the deaease in
the high- and low-energy gain as the dedron beam was moved
away from the center of the input focd spot. The ratio of the
high- and low-energy optic gain is largely independent of beam
position. Further experiments are planned to fully charaderize
(channel by channel) the spedral transmisson of the optic as a
function of energy.

The measured optic gain of ~300 corresponds to an
increase in the dfedive aeaof the microcaorimeter from 0.06
mn? to amost 5 mn, referred to a typicd spedmen-detedor
distance of 35 mm without the optic in place This effedive
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Fig. 31. High- and low-energy gain of the polycapillary optic as a function of
electron beam position. The beam position was varied along the 45° slope of
the sample, so that the inpu focd spot of the optic was smultaneously
scanned in two dimensions, X and Z. The dectron beam position was
measured in the plane of the sample surface. The uncertainty in the measured
high- and low-energy optic gain is approximately +12%, and is dominated by
the uncertainty in the amount of shadowing o the microcdorimeter by the S
grid supporting the thin polymer vacuum window.

area orresponds to a solid angle of 4 msr, which is competitive
with typicd solid angles of WD and high-resolution ED
spectrometers.

A more useful measure of x-ray colledion ability is
the olledion efficiency, which we define to be the product of
the geometricd solid angle and the overall spedrometer
efficiency at an energy of 1.7 keV. This energy corresponding
to the S Ko x-ray line, which is chosen as a compromise
between the Mn Ko x-ray line & 5.9 keV (typicdly used to
spedfy energy resolution) and important light-element x-ray
lines at energies below 1 keV. Spedfying the spedrometer
efficiency at this energy allows us to avoid the differences in
the low-energy x-ray transmisdgon of different types of vaauum
windows and also acournts for the alditional x-ray attenuation
of the Al IR-blocking filters of our microcdorimeter
spedrometer compared to semiconductor ED spedrometers.
The overall spedrometer efficiency of our TES
microcdorimeter spedrometer as a function of energy was
presented in a previous sedion (see Fig. 13) and has a
cdculated value of 0.56 at 1.7 keV. The resulting colledion
efficiency for the combination of our microcdorimeter and the
polycapillary optic is 2 msr, which is larger than the WDS
colledion efficiency of ~1 msr, and only a factor of 10 smaller
than the highresolution semiconductor EDS colledion
efficiency of 19msr.

A dired comparison of the elergy resolution,
maximum court rate, solid angle, and colledion efficiency of
the different spedrometers is presented in Table 1. The table
also includes parameters from other competing low-temperature
EDS  detedors ach  as superconductor-insul ator-
superconductor (SIS) tunrel junctions (Meas et al., 1996, and
semiconductor-based (McCammon et al., 1991 Silver et al.,
1996 and normal-insulator-superconductor (NIS)
microcalorimetersNahum & Martinis, 1995).



Spectrometer Type Energy Resolution Maximum Count Solid Angle Collection
(eV) Rate (s7) (msr) Efficiency (msr)
EDS (large-area) 175 (at 6 keV) 30 000 150 115
145 (at 6 keV) 5000 150 115
EDS (high-resolution) 130 (at 6 keV) 3000 25 19
WDS 21020 50 000 810 25 0.8 to 2.5*
Semiconductor 7t08 100 0.07 0.04
microcalorimeter
SIS tunnel junction 29 (at 6 keV) 2500 0.01 0.005
NIS microcalorimeter 18 to 30 2500 0.2 0.1
TES microcalorimeter 7108 150 0.05 0.03
TES microcalorimeter 7t08 150 4 2
with polycapillary optics

Table 1. Comparison of different x-ray spectrometers using the most important detector parameters: energy resolution (FWHM), maximum count rate, solid
angle, and coll ection efficiency. Here we have defined the coll ection efficiency as the product of the solid angle and the overall spectrometer efficiency (at S
Ko, 1.7 keV) to provide a more useful measure of x-ray collection ability. The large-area and hgh-resolution EDS parameters are for 60 mm? and 10mn?
detectors, respectively, at a specimen-detector distance of 20 mm. The WDS parameters are for a typica analytica spectrometer with multiple crystals. The
parameters for the remaining low-temperature detectors assume a 35 mm specimen-sample distance and a @unt rate that is estimated, where appropriate, from
signal fall times. Note that the coll ection efficiency for all of the low-temperature detectors can be improved with polycapillary optics to asimilar extent as for
our TES microcdorimeter. *Because a WDS spectrometer only acapts x-rays of a narrow energy band, its pradica collection efficiency is further reduced
(up to several orders of magnitude) when scanned over the entire energy range.

At first consideration, our microcdorimeter Xx-ray
spedrometer appeas to have the charaderistics of an “ided”
spedrometer. The examples of spedra shown above ill ustrate
the utility of the high energy resolution of the microcdorimeter
X-ray spedrometer to resolve pea interferences, a dassc task
for WD spedrometers. The energy dispersive charader of the
microcadorimeter gives immediate accesto the complete x-ray
spedrum for criticd qualitative and quantitative analysis, the
classc strength of ED spedrometers. When coupled with a
polycapillary optic, the microcdorimeter has a wlledion
efficiency larger than that of WD spedrometers and
competitive with that of highresolution ED spedrometers.
While the maximum count rate of the microcdorimeter is
currently ~150s™, we ae onfident that this can be improved to
at least 500s™ to 1000s™ in the nea future, competitive with
the maximum count rate of high-resolution semiconductor ED
spectrometers.

In the precaling discusson, we have @mpared
spedrometer performance in terms of important basic
parameters without considering their relationship to pradica
analysis in spedfic analyticd stuations. Succesful analysis
includes not only the determination of the qualitative and
guantitative aomposition of a spedmen, but also an estimate of
the speamen heterogeneity and the uncertainty in the reported
measurements. The analyst must be ale to say with some
degreeof confidencethat atrace éement is either present or not
present in the sample of interest. To provide this information,
the sensitivity of the analytica technique, usualy expressed as
a mass detedion limit, must be determined. In addition,
microanalysis must be performed in a timely manner to be
useful. Here the important fador is the speed of analysis, as
determined by the amount of red time necessary to read a
desired limit of detection.

Pradicd operation for trace éement detedion requires
both a high spedral peak-to-badkground ratio and a statisticdly
sufficient number of measured pee&k x-ray counts above
badkground. Statham (1995 has analyzed the relationship
between pe&k count rate R and spedrometer resolution
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(FWHM) for various analyticd situations. For trace level
measurements in the @sence of pea interferences, Statham's
figure of merit Q, provides a mmparative measure of analysis
speed and has the form
Q =R/ FWHM.

To consider a spedfic example, R is approximately 10 000s™
and FWHM = 140eV for tracedetedion of Mn in Fe using a
Si(Li) ED spedrometer. For the microcdorimeter with an
energy resolution of 10 eV, the same figure of merit can be
achieved with aminimum court rate of 700s™, which should be
adhievable in future microcdorimeter systems. For higher
count rates, the microcdorimeter will be superior to the
semiconductor ED spectrometer.

Statham (1999 also considers the relative importance
of resolution and court rate for analysis in the presence of peg
interferences.  For trace level measurements assuming two
unresolved peaks and a dominant badkground, Statham'’s figure
of merit @ has the form

Q =R/ FWHNM.

Because this figure of merit isvalid only for energy resolutions
that are large enoughto cause severe overlap, we canot use it
to dredly compare the microcdorimeter and ED
spedrometers. However, it shows the relative benefit of
improved resolution over count rate for pradicd analysisin the
presence of overlapping pe&ks. In this anayticd situation, the
microcdorimeter spedrometer aready outperforms
semiconductor ED spedrometers. A microcdorimeter
spedrometer is even more cwmpelli ng when there ae more than
two overlapping pes to be analyzed or if automatic pesk
identification is desired, becaise the relevant figures of merit
(Statham, 1995 are dominated by even higher powers of the
energy resolution.

Sincethe WD and microcdorimeter spedrometer have
similar energy resolution and therefore will achieve similar
spedral peak-to-badkground ratios, the limits of detedion
should aso be similar. Trace éement detedion with the WD
spedrometer benefits grealy from the high maximum count
rates coupled with the spedral filtering provided by diffracion.



By progressvely increasing the incident eledron beam current
to the microampere range, as can be adieved with thermal
emissgon sources, high count rates are obtained exclusively
from the trace pe& of interest, while x-rays from the major
congtituent peeks are prevented from reading the WDS
detedor. In contrast, with its paralyzable dead time ad
unrestricted view of the mplete x-ray spedrum, the
microcdorimeter inevitably spends most of the available time
deteding the &undant x-rays produced by the major
congtituents. The live time is effedively partitioned among the
congtituents acording to their x-ray production rate, which
depends on abundance ad the excitation efficiency. For x-ray
peks with similar excitation efficiencies, the mass fradion
multiplied by the maximum count rate gives the total court rate
available for the detedion of a tracepe&. Thus, at a mass
fragion of 0.001, the trace ¢ement ped recdves
approximately 0.1% of the total count rate The
microcaorimeter will always be & a disadvantage compared to
WD spedrometers for trace éement work when only one pegk
isto be measured. However, the microcadorimeter can measure
all trace éements at the same time with the same radiation dose.
Thus, for complex multiclement spedmens, the
microcdorimeter may gain an absolute alvantage over WD
spectrometers.

POTENTIAL APPLICATIONS

Several important microanalysis problems can be
solved using the microcdorimeter.  Although the energy
resolution of the microcdorimeter spedrometer will be
extremely useful for resolving pe&k interferences at al x-ray
energies, the biggest impad on x-ray microanalysis will li kely
be & low x-ray energies. Here, the aility of our
microcdorimeter spedrometer to resolve low-energy x-ray
lines in complicaed spedra will fadlitate x-ray microanalysis
at higher spatial resolution.

As the dimensions of feaures of interest in
technology-intensive industries and materials research continue
to shrink to well below 1 pm, succesdul x-ray microanalysis at
high spatial resolution bemmes increasingly important for
understanding criticd materials isaies. This high spatial
resolution has traditionally been achieved for imaging wsing a
transmisson eledron microscope (TEM) and thinned, small-
area(0.01 mnv) samples, but now can also be obtained with a
field-emisdon-gun scanning eledron microscope (FEG-SEM)
operating at low bean energies. The alvantage of a FEG-SEM
is that traditional flat, polished samples can be daraderized

range. Microcdorimeter spedrometers have the excdlent
energy resolution at low energies that is needed to resolve most
of the overlapping xray peds and unambiguously identify the
elemental constituents.

In addition to good energy resolution, it is also
necessry to have ahigh colledion efficiency for succesgul
high-spatial-resolution x-ray microanalysis. The small beam
currents (0.1 nA to 1 nA) of both FEG-SEMs and TEMSss result
in inherently low x-ray production rates when used to image
small massthicknesstargets sich as nanoscde particles or thin
films. In these analyticd situations, intrinsic x-ray count rates
are limited and high colledion efficiency is necessary to make
efficient measurements. With its excdlent energy resolution
and good colledion efficiency, the mbination of our
microcdorimeter spedrometer and a polycapillary optic may
provide the best detedor solution for achieving the goal of
practical x-ray microanalysis at high spatial resolution.

A criticd oppatunity for high-spatial-resolution x-ray
microanalysis using the microcdorimeter spedrometer is the
problem of identifying sub-micrometer contaminant particlesin
Situ as they acawmulate on semiconductor substrates during
processng (SEMATECH, 1995 Silver et al., 1996. In current
defed review tools, opticd light scatering systems rapidly
survey a omplete 20 cm diameter wafer and locae rare
particles with diameters as snal as 50 nm. The substrate is
then loaded into a FEG-SEM and the wordinates from the
opticd system are used to locae the susped particle, which
then must be identified using x-ray microanalysis.

There ae several problems with the airrent use of
semiconductor ED spedrometers for this appliceation. Becaise
semiconductor EDS detedors have such poa fradional energy
resolution at low energies, for unambiguous identificaion of
particle composition it is often necessary to examine the high-
energy portion of the x-ray spedrum (5 keV to over 10keV), in
which the dharaderistic x-ray lines are more eaily resolved.
At high excitation energies, however, the large majority of x-
rays are produced by eledrons that pass through the small
particle and interad in the substrate. If the beam energy is
lowered to reduce the x-ray generation volume to the size of the
nanoscde particle, it is difficult to identify particle @mnstituents
due to the large number of overlapping pegks in complicated
low-energy spedra, particularly when both low-Z and high-Z
elements are present. In addition, the semiconductor EDS
detedor cannot resolve many of the severe ped interferences
common to several important semiconductor
deviceinterconned materials, such as Ti-L and N-K lines in

with high spatial resolution over much larger areas (>106)mmTiN, W-M and Si-K linesin WSi,, and O-K with the L-lines of

In additi on to the high spatial resolution for imagingin
a FEG-SEM, the low-energy eledron bean (1 keV to 5 keV)
reduces the x-ray generation volume in the sample to sub-
micrometer dimensions.  For example, the x-ray spatial
resolution obtained with a 5 keV eledron beam is ~0.5 um for
S and is reduced to ~0.1 um using a 2 keV eledron bean.
With these low beam energies, however, x-ray spedra ca be
aaqquired over only the limited energy range from 100 eV to a
few keV, in which there ae many pe& interferences between
K-lines of light elements, L-lines of transition elements, and M-
lines of heary elements. This results in very complicaed
spedra that are difficult to analyze using the poa fradional
energy resolution of semiconductor ED detedors in this energy
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V, Cr, Mn in metal alloys.

All of these problems will only get worse @ the
dimensions of semiconductor devices (and ‘killer’ defeds)
continue to shrink. With its excdlent energy resolution at low
x-ray energies and EDS mode of operation, the
microcdorimeter spedrometer may be &le to med the
increasingly criticd need for improved particle identification in
the semiconductor industry. The energy resolution of the
microcdorimeter spedrometer is sufficient to dredly resolve
most of the peek interferences described above, allowing
particle identification at higher x-ray spatial resolution using
even lower beam energies. In addition, the energy resolution is
typicdly sufficient to separate the caraderistic pegks of an



element from the @sorption edges of that same dement. For
the semiconductor ED spedrometer, these two fedures are
indistinguishable for low energy photons, further complicating
analysis.

For the identificaion of particles in which pe&
interferences are not as evere, it may be alvantageous (based
on figures of merit discussed previoudy) to use a
microcdorimeter that is optimized for higher count rates but
with an energy resolution on the order of 20 €V to 30eV. It
should be possble to fabricae asecond TES microcdorimeter
(or a different low-temperature detedor with higher count rate
such as the NIS microcdorimeter) on the same dilicon nitride
membrane & the primary high-energy-resolution TES
microcdorimeter. In this case, the analyst could use the
polycapill ary optic to seled the desired detector, depending on
the analytical situation.

CONCLUSION

In this paper, we have daraderized the TES
microcaorimeter spedrometer system developed at NIST for
use in red-time x-ray microanalysis. Careful anaysis of
digitized x-ray pulses yields a baseline microcdorimeter
instrument-responsenergyresolutionof 7.2eV + 0.4eV
FWHM at 5.89keV for Mn Koy, x-rays from a radioadive
*Fe source With the spedrometer mourted on a SEM, we
have adieved a Gausdan instrument-response eergy
resolution for analog processng of better than 10 eV FWHM
over a broad energy range & red-time output count rates up to
150s*. The TES microcaorimeter spedrometer is a powerful
instrument for x-ray microanalysis with the energy resolution of
a WD spedrometer and the paralel energy detedion of a
conventional ED spedrometer. The TES microcdorimeter
spedrometer may solve many important microanalysis
problems, including high-spatial-resolution x-ray microanalysis
a low energies (100 eV to a few keV), the resolving of
overlapping xray lines in technologicdly important materials
(such as BaTiOz;, WS, and TiN), and the identification of
small contaminant particles important to the semiconductor
industry.
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